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Definitions/Glossary
TestAmerica Job ID: 320-7224-1Client: ARDL, Inc

Project/Site: Makua, Perchlorate in Octopus

Qualifiers

LCMS

Qualifier Description

J Result is less than the RL but greater than or equal to the MDL and the concentration is an approximate value.

Qualifier

I Ion Ratio outside of limits, value is EMPC.

Glossary

These commonly used abbreviations may or may not be present in this report.

¤ Listed under the "D" column to designate that the result is reported on a dry weight basis

Abbreviation

%R Percent Recovery

CFL Contains Free Liquid

CNF Contains no Free Liquid

DER Duplicate error ratio (normalized absolute difference)

Dil Fac Dilution Factor

DL, RA, RE, IN Indicates a Dilution, Re-analysis, Re-extraction, or additional Initial metals/anion analysis of the sample

DLC Decision level concentration

MDA Minimum detectable activity

EDL Estimated Detection Limit

MDC Minimum detectable concentration

MDL Method Detection Limit

ML Minimum Level (Dioxin)

NC Not Calculated

ND Not detected at the reporting limit (or MDL or EDL if shown)

PQL Practical Quantitation Limit

QC Quality Control

RER Relative error ratio

RL Reporting Limit or Requested Limit (Radiochemistry)

RPD Relative Percent Difference, a measure of the relative difference between two points

TEF Toxicity Equivalent Factor (Dioxin)

TEQ Toxicity Equivalent Quotient (Dioxin)

TestAmerica Sacramento
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Comments

This report contains results for Octopus samples. 

Receipt 

The samples were received on 4/29/2014 9:20 AM; the samples arrived in good condition, properly preserved and, where required, on 

ice.  The temperature of the cooler at receipt was -1.7º C.  All samples were kept frozen until extraction.

LC/MS/MS-Perchlorate

Method 6850

Due to matrix interference, all samples in this report went through an additional clean up procedure consisting of a shake out with 

Methylene chloride.  This optional cleanup is referenced in  lab SOP (WS-LC-0012) for samples with high organic content.

The ion ratio in the following sample MAK118O (320-7224-10) is outside the acceptable range for confirmation of perchlorate; however, 

the detected amount was below the lower limit of quantitation.

The Isotope Dilution Analyte (IDA) recoveries associated with the several of the following samples were below the method recommended 

limit: MAK1090 (320-7224-1), MAK1090 (320-7224-1 MS), MAK1090 (320-7224-1 MSD), MAK110O (320-7224-2), MAK111O 

(320-7224-3), MAK112O (320-7224-4), MAK113O (320-7224-5), MAK114O (320-7224-6), MAK115O (320-7224-7), MAK116O 

(320-7224-8), MAK117O (320-7224-9), MAK118O (320-7224-10), MAK119O (320-7224-11), MAK120O (320-7224-12), MAK121O 

(320-7224-13), MAK122O (320-7224-14), MAK123O (320-7224-15), MAK124O (320-7224-16).  Generally, data quality is not considered 

affected if the IDA signal-to-noise ratio is greater than 10:1, which is achieved for all IDA in the sample(s).  The samples were diluted ten 

fold to reduce the affect of the matrix on the analyte response.

No other analytical or quality issues were noted, other than those described in the Definitions/Glossary page.
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Detection Summary
TestAmerica Job ID: 320-7224-1Client: ARDL, Inc

Project/Site: Makua, Perchlorate in Octopus

Client Sample ID: MAK1090 Lab Sample ID: 320-7224-1

 No Detections.

Client Sample ID: MAK110O Lab Sample ID: 320-7224-2

 No Detections.

Client Sample ID: MAK111O Lab Sample ID: 320-7224-3

 No Detections.

Client Sample ID: MAK112O Lab Sample ID: 320-7224-4

 No Detections.

Client Sample ID: MAK113O Lab Sample ID: 320-7224-5

 No Detections.

Client Sample ID: MAK114O Lab Sample ID: 320-7224-6

 No Detections.

Client Sample ID: MAK115O Lab Sample ID: 320-7224-7

 No Detections.

Client Sample ID: MAK116O Lab Sample ID: 320-7224-8

 No Detections.

Client Sample ID: MAK117O Lab Sample ID: 320-7224-9

 No Detections.

Client Sample ID: MAK118O Lab Sample ID: 320-7224-10

Perchlorate

RL

9.6 ug/Kg

MDL

0.29

Analyte Result Qualifier Unit Dil Fac D Method Prep Type

Total/NA1J0.45 6850

Client Sample ID: MAK119O Lab Sample ID: 320-7224-11

 No Detections.

Client Sample ID: MAK120O Lab Sample ID: 320-7224-12

 No Detections.

Client Sample ID: MAK121O Lab Sample ID: 320-7224-13

 No Detections.

Client Sample ID: MAK122O Lab Sample ID: 320-7224-14

 No Detections.

TestAmerica Sacramento

This Detection Summary does not include radiochemical test results.
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Detection Summary
TestAmerica Job ID: 320-7224-1Client: ARDL, Inc

Project/Site: Makua, Perchlorate in Octopus

Client Sample ID: MAK123O Lab Sample ID: 320-7224-15

 No Detections.

Client Sample ID: MAK124O Lab Sample ID: 320-7224-16

 No Detections.

TestAmerica Sacramento

This Detection Summary does not include radiochemical test results.
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Client Sample Results
TestAmerica Job ID: 320-7224-1Client: ARDL, Inc

Project/Site: Makua, Perchlorate in Octopus

Lab Sample ID: 320-7224-1Client Sample ID: MAK1090
Matrix: SolidDate Collected: 01/31/14 10:45

Date Received: 04/29/14 09:20

Method: 6850 - Perchlorate by LC/MS or LC/MS/MS
RL MDL

Perchlorate ND 9.8 0.29 ug/Kg 05/01/14 09:26 06/22/14 13:49 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Lab Sample ID: 320-7224-2Client Sample ID: MAK110O
Matrix: SolidDate Collected: 03/28/14 08:38

Date Received: 04/29/14 09:20

Method: 6850 - Perchlorate by LC/MS or LC/MS/MS
RL MDL

Perchlorate ND 10 0.30 ug/Kg 05/01/14 09:26 06/22/14 14:25 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Lab Sample ID: 320-7224-3Client Sample ID: MAK111O
Matrix: SolidDate Collected: 03/28/14 09:20

Date Received: 04/29/14 09:20

Method: 6850 - Perchlorate by LC/MS or LC/MS/MS
RL MDL

Perchlorate ND 9.8 0.29 ug/Kg 05/01/14 09:26 06/22/14 14:37 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Lab Sample ID: 320-7224-4Client Sample ID: MAK112O
Matrix: SolidDate Collected: 03/28/14 10:00

Date Received: 04/29/14 09:20

Method: 6850 - Perchlorate by LC/MS or LC/MS/MS
RL MDL

Perchlorate ND 9.6 0.29 ug/Kg 05/01/14 09:26 06/22/14 14:49 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Lab Sample ID: 320-7224-5Client Sample ID: MAK113O
Matrix: SolidDate Collected: 03/28/14 10:35

Date Received: 04/29/14 09:20

Method: 6850 - Perchlorate by LC/MS or LC/MS/MS
RL MDL

Perchlorate ND 9.7 0.29 ug/Kg 05/01/14 09:26 06/22/14 15:01 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Lab Sample ID: 320-7224-6Client Sample ID: MAK114O
Matrix: SolidDate Collected: 03/28/14 11:32

Date Received: 04/29/14 09:20

Method: 6850 - Perchlorate by LC/MS or LC/MS/MS
RL MDL

Perchlorate ND 9.8 0.29 ug/Kg 05/01/14 09:26 06/22/14 16:20 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Lab Sample ID: 320-7224-7Client Sample ID: MAK115O
Matrix: SolidDate Collected: 03/28/14 13:01

Date Received: 04/29/14 09:20

Method: 6850 - Perchlorate by LC/MS or LC/MS/MS
RL MDL

Perchlorate ND 9.7 0.29 ug/Kg 05/01/14 09:26 06/22/14 16:32 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

TestAmerica Sacramento
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Client Sample Results
TestAmerica Job ID: 320-7224-1Client: ARDL, Inc

Project/Site: Makua, Perchlorate in Octopus

Lab Sample ID: 320-7224-8Client Sample ID: MAK116O
Matrix: SolidDate Collected: 03/28/14 14:58

Date Received: 04/29/14 09:20

Method: 6850 - Perchlorate by LC/MS or LC/MS/MS
RL MDL

Perchlorate ND 9.9 0.30 ug/Kg 05/01/14 09:26 06/22/14 16:44 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Lab Sample ID: 320-7224-9Client Sample ID: MAK117O
Matrix: SolidDate Collected: 03/28/14 16:43

Date Received: 04/29/14 09:20

Method: 6850 - Perchlorate by LC/MS or LC/MS/MS
RL MDL

Perchlorate ND 9.7 0.29 ug/Kg 05/01/14 09:26 06/22/14 16:56 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Lab Sample ID: 320-7224-10Client Sample ID: MAK118O
Matrix: SolidDate Collected: 03/27/14 08:50

Date Received: 04/29/14 09:20

Method: 6850 - Perchlorate by LC/MS or LC/MS/MS
RL MDL

Perchlorate 0.45 J 9.6 0.29 ug/Kg 05/01/14 09:26 06/22/14 17:08 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

96 2.9 ug/Kg 05/01/14 09:26 06/23/14 16:41 10Perchlorate ND

Lab Sample ID: 320-7224-11Client Sample ID: MAK119O
Matrix: SolidDate Collected: 03/27/14 09:20

Date Received: 04/29/14 09:20

Method: 6850 - Perchlorate by LC/MS or LC/MS/MS
RL MDL

Perchlorate ND I 9.7 0.29 ug/Kg 05/01/14 09:26 06/22/14 17:20 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

97 2.9 ug/Kg 05/01/14 09:26 06/23/14 16:53 10Perchlorate ND

Lab Sample ID: 320-7224-12Client Sample ID: MAK120O
Matrix: SolidDate Collected: 03/27/14 11:23

Date Received: 04/29/14 09:20

Method: 6850 - Perchlorate by LC/MS or LC/MS/MS
RL MDL

Perchlorate ND 10 0.30 ug/Kg 05/01/14 09:26 06/22/14 17:32 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Lab Sample ID: 320-7224-13Client Sample ID: MAK121O
Matrix: SolidDate Collected: 03/27/14 12:05

Date Received: 04/29/14 09:20

Method: 6850 - Perchlorate by LC/MS or LC/MS/MS
RL MDL

Perchlorate ND 9.5 0.28 ug/Kg 05/01/14 09:26 06/22/14 17:44 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Lab Sample ID: 320-7224-14Client Sample ID: MAK122O
Matrix: SolidDate Collected: 03/27/14 13:05

Date Received: 04/29/14 09:20

Method: 6850 - Perchlorate by LC/MS or LC/MS/MS
RL MDL

Perchlorate ND 9.8 0.29 ug/Kg 05/01/14 09:26 06/22/14 17:56 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

TestAmerica Sacramento
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Client Sample Results
TestAmerica Job ID: 320-7224-1Client: ARDL, Inc

Project/Site: Makua, Perchlorate in Octopus

Lab Sample ID: 320-7224-15Client Sample ID: MAK123O
Matrix: SolidDate Collected: 03/27/14 15:08

Date Received: 04/29/14 09:20

Method: 6850 - Perchlorate by LC/MS or LC/MS/MS
RL MDL

Perchlorate ND 9.7 0.29 ug/Kg 05/01/14 09:26 06/22/14 18:08 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

Lab Sample ID: 320-7224-16Client Sample ID: MAK124O
Matrix: SolidDate Collected: 03/28/14 12:25

Date Received: 04/29/14 09:20

Method: 6850 - Perchlorate by LC/MS or LC/MS/MS
RL MDL

Perchlorate ND 9.8 0.29 ug/Kg 05/01/14 09:26 06/22/14 19:27 1

Analyte Dil FacAnalyzedPreparedUnit DResult Qualifier

TestAmerica Sacramento
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Default Detection Limits
Client: ARDL, Inc TestAmerica Job ID: 320-7224-1

Project/Site: Makua, Perchlorate in Octopus

Method: 6850 - Perchlorate by LC/MS or LC/MS/MS

5.0Perchlorate ug/Kg

Analyte Units MethodMDLRL

0.15 6850

TestAmerica Sacramento
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QC Sample Results
TestAmerica Job ID: 320-7224-1Client: ARDL, Inc

Project/Site: Makua, Perchlorate in Octopus

Method: 6850 - Perchlorate by LC/MS or LC/MS/MS

Client Sample ID: Method BlankLab Sample ID: MB 320-41549/1-A

Matrix: Solid Prep Type: Total/NA

Analysis Batch: 45352 Prep Batch: 41549

RL MDL

Perchlorate ND 5.0 0.15 ug/Kg 05/01/14 09:26 06/21/14 16:51 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Method BlankLab Sample ID: MB 320-41549/1-A

Matrix: Solid Prep Type: Total/NA

Analysis Batch: 45355 Prep Batch: 41549

RL MDL

Perchlorate ND 5.0 0.15 ug/Kg 05/01/14 09:26 06/22/14 13:13 1

MB MB

Analyte Dil FacAnalyzedPreparedDUnitResult Qualifier

Client Sample ID: Lab Control SampleLab Sample ID: LCS 320-41549/2-A

Matrix: Solid Prep Type: Total/NA

Analysis Batch: 45352 Prep Batch: 41549

Perchlorate 50.0 50.3 ug/Kg 101 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: Lab Control SampleLab Sample ID: LCS 320-41549/2-A

Matrix: Solid Prep Type: Total/NA

Analysis Batch: 45355 Prep Batch: 41549

Perchlorate 50.0 43.4 ug/Kg 87 80 - 120

Analyte

LCS LCS

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: MAK1090Lab Sample ID: 320-7224-1 MS

Matrix: Solid Prep Type: Total/NA

Analysis Batch: 45355 Prep Batch: 41549

Perchlorate ND 100 91.0 ug/Kg 91 80 - 120

Analyte

MS MS

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits

Client Sample ID: MAK1090Lab Sample ID: 320-7224-1 MSD

Matrix: Solid Prep Type: Total/NA

Analysis Batch: 45355 Prep Batch: 41549

Perchlorate ND 98.7 95.0 ug/Kg 96 80 - 120 4 15

Analyte

MSD MSD

DUnitResult Qualifier %Rec

Spike

Added

Sample

Result

Sample

Qualifier

%Rec.

Limits LimitRPD

RPD

Client Sample ID: Lab Control SampleLab Sample ID: INF 320-41549/3-A

Matrix: Solid

Analysis Batch: 45352 Prep Batch: 41549

Perchlorate 50.0 47.4 ng/mL 95 70 - 130

Analyte

INF INF

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

Client Sample ID: Lab Control SampleLab Sample ID: INF 320-41549/3-A

Matrix: Solid

Analysis Batch: 45355 Prep Batch: 41549

Perchlorate 50.0 44.4 ng/mL 89 70 - 130

Analyte

INF INF

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

TestAmerica Sacramento
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QC Sample Results
TestAmerica Job ID: 320-7224-1Client: ARDL, Inc

Project/Site: Makua, Perchlorate in Octopus

Client Sample ID: Lab Control SampleLab Sample ID: INF 320-41554/3-A

Matrix: Solid

Analysis Batch: 45355 Prep Batch: 41554

Perchlorate 50.0 47.7 ng/mL 95 70 - 130

Analyte

INF INF

DUnitResult Qualifier %Rec

Spike

Added

%Rec.

Limits

TestAmerica Sacramento
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QC Association Summary
TestAmerica Job ID: 320-7224-1Client: ARDL, Inc

Project/Site: Makua, Perchlorate in Octopus

LCMS

Prep Batch: 41549

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid SHAKE320-7224-1 MAK1090 Total/NA

Solid SHAKE320-7224-1 MS MAK1090 Total/NA

Solid SHAKE320-7224-1 MSD MAK1090 Total/NA

Solid SHAKE320-7224-2 MAK110O Total/NA

Solid SHAKE320-7224-3 MAK111O Total/NA

Solid SHAKE320-7224-4 MAK112O Total/NA

Solid SHAKE320-7224-5 MAK113O Total/NA

Solid SHAKE320-7224-6 MAK114O Total/NA

Solid SHAKE320-7224-7 MAK115O Total/NA

Solid SHAKE320-7224-8 MAK116O Total/NA

Solid SHAKE320-7224-9 MAK117O Total/NA

Solid SHAKE320-7224-10 MAK118O Total/NA

Solid SHAKE320-7224-11 MAK119O Total/NA

Solid SHAKE320-7224-12 MAK120O Total/NA

Solid SHAKE320-7224-13 MAK121O Total/NA

Solid SHAKE320-7224-14 MAK122O Total/NA

Solid SHAKE320-7224-15 MAK123O Total/NA

Solid SHAKE320-7224-16 MAK124O Total/NA

Solid SHAKEINF 320-41549/3-A Lab Control Sample

Solid SHAKELCS 320-41549/2-A Lab Control Sample Total/NA

Solid SHAKEMB 320-41549/1-A Method Blank Total/NA

Prep Batch: 41554

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid SHAKEINF 320-41554/3-A Lab Control Sample

Analysis Batch: 45352

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 6850 41549INF 320-41549/3-A Lab Control Sample

Solid 6850 41549LCS 320-41549/2-A Lab Control Sample Total/NA

Solid 6850 41549MB 320-41549/1-A Method Blank Total/NA

Analysis Batch: 45355

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 6850 41549320-7224-1 MAK1090 Total/NA

Solid 6850 41549320-7224-1 MS MAK1090 Total/NA

Solid 6850 41549320-7224-1 MSD MAK1090 Total/NA

Solid 6850 41549320-7224-2 MAK110O Total/NA

Solid 6850 41549320-7224-3 MAK111O Total/NA

Solid 6850 41549320-7224-4 MAK112O Total/NA

Solid 6850 41549320-7224-5 MAK113O Total/NA

Solid 6850 41549320-7224-6 MAK114O Total/NA

Solid 6850 41549320-7224-7 MAK115O Total/NA

Solid 6850 41549320-7224-8 MAK116O Total/NA

Solid 6850 41549320-7224-9 MAK117O Total/NA

Solid 6850 41549320-7224-10 MAK118O Total/NA

Solid 6850 41549320-7224-10 MAK118O Total/NA

Solid 6850 41549320-7224-11 MAK119O Total/NA

Solid 6850 41549320-7224-11 MAK119O Total/NA

Solid 6850 41549320-7224-12 MAK120O Total/NA

Solid 6850 41549320-7224-13 MAK121O Total/NA

TestAmerica Sacramento
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QC Association Summary
TestAmerica Job ID: 320-7224-1Client: ARDL, Inc

Project/Site: Makua, Perchlorate in Octopus

LCMS (Continued)

Analysis Batch: 45355 (Continued)

Lab Sample ID Client Sample ID Prep Type Matrix Method Prep Batch

Solid 6850 41549320-7224-14 MAK122O Total/NA

Solid 6850 41549320-7224-15 MAK123O Total/NA

Solid 6850 41549320-7224-16 MAK124O Total/NA

Solid 6850 41549INF 320-41549/3-A Lab Control Sample

Solid 6850 41554INF 320-41554/3-A Lab Control Sample

Solid 6850 41549LCS 320-41549/2-A Lab Control Sample Total/NA

Solid 6850 41549MB 320-41549/1-A Method Blank Total/NA

TestAmerica Sacramento

06/25/2014Page 15 of 304



Lab Chronicle
Client: ARDL, Inc TestAmerica Job ID: 320-7224-1

Project/Site: Makua, Perchlorate in Octopus

Client Sample ID: MAK1090 Lab Sample ID: 320-7224-1
Matrix: SolidDate Collected: 01/31/14 10:45

Date Received: 04/29/14 09:20

Prep SHAKE 05/01/14 09:26 HJA41549 TAL SAC

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 6850 1 45355 06/22/14 13:49 JSS TAL SACTotal/NA

Client Sample ID: MAK110O Lab Sample ID: 320-7224-2
Matrix: SolidDate Collected: 03/28/14 08:38

Date Received: 04/29/14 09:20

Prep SHAKE 05/01/14 09:26 HJA41549 TAL SAC

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 6850 1 45355 06/22/14 14:25 JSS TAL SACTotal/NA

Client Sample ID: MAK111O Lab Sample ID: 320-7224-3
Matrix: SolidDate Collected: 03/28/14 09:20

Date Received: 04/29/14 09:20

Prep SHAKE 05/01/14 09:26 HJA41549 TAL SAC

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 6850 1 45355 06/22/14 14:37 JSS TAL SACTotal/NA

Client Sample ID: MAK112O Lab Sample ID: 320-7224-4
Matrix: SolidDate Collected: 03/28/14 10:00

Date Received: 04/29/14 09:20

Prep SHAKE 05/01/14 09:26 HJA41549 TAL SAC

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 6850 1 45355 06/22/14 14:49 JSS TAL SACTotal/NA

Client Sample ID: MAK113O Lab Sample ID: 320-7224-5
Matrix: SolidDate Collected: 03/28/14 10:35

Date Received: 04/29/14 09:20

Prep SHAKE 05/01/14 09:26 HJA41549 TAL SAC

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 6850 1 45355 06/22/14 15:01 JSS TAL SACTotal/NA

Client Sample ID: MAK114O Lab Sample ID: 320-7224-6
Matrix: SolidDate Collected: 03/28/14 11:32

Date Received: 04/29/14 09:20

Prep SHAKE 05/01/14 09:26 HJA41549 TAL SAC

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 6850 1 45355 06/22/14 16:20 JSS TAL SACTotal/NA

TestAmerica Sacramento
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Lab Chronicle
Client: ARDL, Inc TestAmerica Job ID: 320-7224-1

Project/Site: Makua, Perchlorate in Octopus

Client Sample ID: MAK115O Lab Sample ID: 320-7224-7
Matrix: SolidDate Collected: 03/28/14 13:01

Date Received: 04/29/14 09:20

Prep SHAKE 05/01/14 09:26 HJA41549 TAL SAC

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 6850 1 45355 06/22/14 16:32 JSS TAL SACTotal/NA

Client Sample ID: MAK116O Lab Sample ID: 320-7224-8
Matrix: SolidDate Collected: 03/28/14 14:58

Date Received: 04/29/14 09:20

Prep SHAKE 05/01/14 09:26 HJA41549 TAL SAC

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 6850 1 45355 06/22/14 16:44 JSS TAL SACTotal/NA

Client Sample ID: MAK117O Lab Sample ID: 320-7224-9
Matrix: SolidDate Collected: 03/28/14 16:43

Date Received: 04/29/14 09:20

Prep SHAKE 05/01/14 09:26 HJA41549 TAL SAC

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 6850 1 45355 06/22/14 16:56 JSS TAL SACTotal/NA

Client Sample ID: MAK118O Lab Sample ID: 320-7224-10
Matrix: SolidDate Collected: 03/27/14 08:50

Date Received: 04/29/14 09:20

Prep SHAKE 05/01/14 09:26 HJA41549 TAL SAC

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 6850 1 45355 06/22/14 17:08 JSS TAL SACTotal/NA

Prep SHAKE 41549 05/01/14 09:26 HJA TAL SACTotal/NA

Analysis 6850 10 45355 06/23/14 16:41 JSS TAL SACTotal/NA

Client Sample ID: MAK119O Lab Sample ID: 320-7224-11
Matrix: SolidDate Collected: 03/27/14 09:20

Date Received: 04/29/14 09:20

Prep SHAKE 05/01/14 09:26 HJA41549 TAL SAC

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 6850 1 45355 06/22/14 17:20 JSS TAL SACTotal/NA

Prep SHAKE 41549 05/01/14 09:26 HJA TAL SACTotal/NA

Analysis 6850 10 45355 06/23/14 16:53 JSS TAL SACTotal/NA

TestAmerica Sacramento
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Lab Chronicle
Client: ARDL, Inc TestAmerica Job ID: 320-7224-1

Project/Site: Makua, Perchlorate in Octopus

Client Sample ID: MAK120O Lab Sample ID: 320-7224-12
Matrix: SolidDate Collected: 03/27/14 11:23

Date Received: 04/29/14 09:20

Prep SHAKE 05/01/14 09:26 HJA41549 TAL SAC

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 6850 1 45355 06/22/14 17:32 JSS TAL SACTotal/NA

Client Sample ID: MAK121O Lab Sample ID: 320-7224-13
Matrix: SolidDate Collected: 03/27/14 12:05

Date Received: 04/29/14 09:20

Prep SHAKE 05/01/14 09:26 HJA41549 TAL SAC

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 6850 1 45355 06/22/14 17:44 JSS TAL SACTotal/NA

Client Sample ID: MAK122O Lab Sample ID: 320-7224-14
Matrix: SolidDate Collected: 03/27/14 13:05

Date Received: 04/29/14 09:20

Prep SHAKE 05/01/14 09:26 HJA41549 TAL SAC

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 6850 1 45355 06/22/14 17:56 JSS TAL SACTotal/NA

Client Sample ID: MAK123O Lab Sample ID: 320-7224-15
Matrix: SolidDate Collected: 03/27/14 15:08

Date Received: 04/29/14 09:20

Prep SHAKE 05/01/14 09:26 HJA41549 TAL SAC

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 6850 1 45355 06/22/14 18:08 JSS TAL SACTotal/NA

Client Sample ID: MAK124O Lab Sample ID: 320-7224-16
Matrix: SolidDate Collected: 03/28/14 12:25

Date Received: 04/29/14 09:20

Prep SHAKE 05/01/14 09:26 HJA41549 TAL SAC

Type

Batch Batch

MethodPrep Type LabAnalystRun

Prepared

or Analyzed

Batch

Number

Dilution

Factor

Total/NA

Analysis 6850 1 45355 06/22/14 19:27 JSS TAL SACTotal/NA

Laboratory References:

TAL SAC = TestAmerica Sacramento, 880 Riverside Parkway, West Sacramento, CA 95605, TEL (916)373-5600

TestAmerica Sacramento
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Certification Summary
Client: ARDL, Inc TestAmerica Job ID: 320-7224-1

Project/Site: Makua, Perchlorate in Octopus

Laboratory: TestAmerica Sacramento
All certifications held by this laboratory are listed.  Not all certifications are applicable to this report.

Authority Program EPA Region Certification ID Expiration Date

A2LA 2928-01DoD ELAP 01-31-16

Alaska (UST) State Program 10 UST-055 12-18-13 *

Arizona State Program 9 AZ0708 08-11-14

Arkansas DEQ State Program 6 88-0691 06-17-14 *

California State Program 9 2897 01-31-15

Colorado State Program 8 N/A 08-31-14

Connecticut State Program 1 PH-0691 06-30-15

Florida NELAP 4 E87570 06-30-14

Guam State Program 9 N/A 08-31-14

Hawaii State Program 9 N/A 01-29-15

Illinois NELAP 5 200060 03-17-15

Kansas NELAP 7 E-10375 10-31-14

Louisiana NELAP 6 30612 06-30-14

Michigan State Program 5 9947 01-31-15

Nebraska State Program 7 NE-OS-22-13 01-29-15

Nevada State Program 9 CA44 07-31-14

New Jersey NELAP 2 CA005 06-30-15

Oregon NELAP 10 CA200005 01-29-15

Pennsylvania NELAP 3 9947 03-31-15

South Carolina State Program 4 87014 06-30-14 *

Texas NELAP 6 T104704399-08-TX 05-31-15

US Fish & Wildlife Federal LE148388-0 12-31-14

USDA Federal P330-11-00436 12-30-14

USEPA UCMR Federal 1 CA00044 11-06-14

Utah NELAP 8 QUAN1 02-28-15

Washington State Program 10 C581 05-05-15

West Virginia (DW) State Program 3 9930C 12-31-14

Wyoming State Program 8 8TMS-Q 01-29-15

TestAmerica Sacramento

* Certification renewal pending - certification considered valid.
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Method Summary
TestAmerica Job ID: 320-7224-1Client: ARDL, Inc

Project/Site: Makua, Perchlorate in Octopus

Method Method Description LaboratoryProtocol

EPA6850 Perchlorate by LC/MS or LC/MS/MS TAL SAC

Protocol References:

EPA = US Environmental Protection Agency

Laboratory References:

TAL SAC = TestAmerica Sacramento, 880 Riverside Parkway, West Sacramento, CA 95605, TEL (916)373-5600

TestAmerica Sacramento
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Sample Summary
TestAmerica Job ID: 320-7224-1Client: ARDL, Inc

Project/Site: Makua, Perchlorate in Octopus

Lab Sample ID Client Sample ID ReceivedCollectedMatrix

320-7224-1 MAK1090 Solid 01/31/14 10:45 04/29/14 09:20

320-7224-2 MAK110O Solid 03/28/14 08:38 04/29/14 09:20

320-7224-3 MAK111O Solid 03/28/14 09:20 04/29/14 09:20

320-7224-4 MAK112O Solid 03/28/14 10:00 04/29/14 09:20

320-7224-5 MAK113O Solid 03/28/14 10:35 04/29/14 09:20

320-7224-6 MAK114O Solid 03/28/14 11:32 04/29/14 09:20

320-7224-7 MAK115O Solid 03/28/14 13:01 04/29/14 09:20

320-7224-8 MAK116O Solid 03/28/14 14:58 04/29/14 09:20

320-7224-9 MAK117O Solid 03/28/14 16:43 04/29/14 09:20

320-7224-10 MAK118O Solid 03/27/14 08:50 04/29/14 09:20

320-7224-11 MAK119O Solid 03/27/14 09:20 04/29/14 09:20

320-7224-12 MAK120O Solid 03/27/14 11:23 04/29/14 09:20

320-7224-13 MAK121O Solid 03/27/14 12:05 04/29/14 09:20

320-7224-14 MAK122O Solid 03/27/14 13:05 04/29/14 09:20

320-7224-15 MAK123O Solid 03/27/14 15:08 04/29/14 09:20

320-7224-16 MAK124O Solid 03/28/14 12:25 04/29/14 09:20

TestAmerica Sacramento
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Lab Name: Job No.:

SDG No.:

LCMS MANUAL INTEGRATION SUMMARY

TestAmerica Sacramento 320-7224-1

Instrument ID: Analysis Batch Number:A6 45220

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION

TIME

MANUAL INTEGRATION

DATEANALYSTREASON

ICISAV 320-45220/7

19JUN2014b_009.d06/19/14 20:07 GC Column: Xterra C18 ID: 3.2(mm)

Perchlorate Peak Not Integrated strumj 06/20/14 08:016.38

6850
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Lab Name: Job No.:

SDG No.:

LCMS MANUAL INTEGRATION SUMMARY

TestAmerica Sacramento 320-7224-1

Instrument ID: Analysis Batch Number:A6 45352

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION

TIME

MANUAL INTEGRATION

DATEANALYSTREASON

ICV 320-45352/11

21JUN2014b_013.d06/21/14 16:03 GC Column: Xterra C18 ID: 3.2(mm)

Perchlorate strumj 06/22/14 14:226.41

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION

TIME

MANUAL INTEGRATION

DATEANALYSTREASON

INF 320-41549/3-A

21JUN2014b_019.d06/21/14 17:15 GC Column: Xterra C18 ID: 3.2(mm)

Perchlorate Peak Not Integrated strumj 06/22/14 14:376.42

6850
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Lab Name: Job No.:

SDG No.:

LCMS MANUAL INTEGRATION SUMMARY

TestAmerica Sacramento 320-7224-1

Instrument ID: Analysis Batch Number:A6 45355

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION

TIME

MANUAL INTEGRATION

DATEANALYSTREASON

STD01 320-45355/3 IC

22JUN2014a_005.d06/22/14 10:49 GC Column: Xterra C18 ID: 3.2(mm)

18-O Perchlorate Peak Not Integrated strumj 06/22/14 15:026.39

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION

TIME

MANUAL INTEGRATION

DATEANALYSTREASON

STD04 320-45355/6 IC

22JUN2014a_008.d06/22/14 11:25 GC Column: Xterra C18 ID: 3.2(mm)

18-O Perchlorate Peak Not Integrated strumj 06/22/14 15:026.39

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION

TIME

MANUAL INTEGRATION

DATEANALYSTREASON

ICV 320-45355/11

22JUN2014a_013.d06/22/14 12:25 GC Column: Xterra C18 ID: 3.2(mm)

Perchlorate Peak Not Integrated strumj 06/22/14 14:416.39

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION

TIME

MANUAL INTEGRATION

DATEANALYSTREASON

LCS 320-41549/2-A

22JUN2014a_018.d06/22/14 13:25 GC Column: Xterra C18 ID: 3.2(mm)

Perchlorate strumj 06/22/14 14:446.42

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION

TIME

MANUAL INTEGRATION

DATEANALYSTREASON

INF 320-41549/3-A

22JUN2014a_019.d06/22/14 13:37 GC Column: Xterra C18 ID: 3.2(mm)

Perchlorate Peak Not Integrated strumj 06/22/14 14:436.41

6850
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Lab Name: Job No.:

SDG No.:

LCMS MANUAL INTEGRATION SUMMARY

TestAmerica Sacramento 320-7224-1

Instrument ID: Analysis Batch Number:A6 45355

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION

TIME

MANUAL INTEGRATION

DATEANALYSTREASON

320-7224-10 MAK118O

22JUN2014a_037.d06/22/14 17:08 GC Column: Xterra C18 ID: 3.2(mm)

Perchlorate Shouldering strumj 06/23/14 07:466.50

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION

TIME

MANUAL INTEGRATION

DATEANALYSTREASON

320-7224-12 MAK120O

22JUN2014a_039.d06/22/14 17:32 GC Column: Xterra C18 ID: 3.2(mm)

Perchlorate Peak Not Integrated strumj 06/23/14 07:426.45

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION

TIME

MANUAL INTEGRATION

DATEANALYSTREASON

INF 320-41554/3-A

22JUN2014a_052.d06/22/14 20:03 GC Column: Xterra C18 ID: 3.2(mm)

Perchlorate Peak Not Integrated strumj 06/23/14 07:256.41

Lab Sample ID: Client Sample ID:

Date Analyzed: Lab File ID:

COMPOUND NAME RETENTION

TIME

MANUAL INTEGRATION

DATEANALYSTREASON

320-7224-10

23JUN2014a_003.d06/23/14 16:41 GC Column: Xterra C18 ID: 3.2(mm)

18-O Perchlorate Peak Not Integrated strumj 06/24/14 05:246.41

6850
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 320-7224-1TestAmerica Sacramento

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

07/06/14 05/22/14 25 mL LC6850IM_00005 125 uL Perchlorate 5 ng/mLLC6850IC_00006 MIllipore Water, Lot 
M05222014

07/06/14 01/06/14 25 mL LC6850TA_00006 25 uL Perchlorate 1 ug/mL.LC6850IM_00005 MIllipore Water, Lot 
M01062014

02/28/15 (Purchased Reagent) Perchlorate 1000 ug/mLAccuStandard, Inc., Lot 213025072..LC6850TA_00006

10/08/14 10/08/13 103.519 
g

LC6850IS_00023 1.2547 g 18-O Perchlorate 1.00733 ug/mLLC6850IS_00024 MIllipore Water, Lot 
M10072013

12/20/22 (Purchased Reagent) 18-O Perchlorate 83.11 ug/mLCambridge Isotope Laboratories, Lot 
SDCD-001

.LC6850IS_00023

LC6850IS_00026 18-O Perchlorate 10.0068 ng/mL25 mL 250 uL11/01/14 05/22/14LC6850L1_00006 MIllipore Water, Lot 
M05222014

LC6850SP_00020 37.5 uL Perchlorate 0.15 ng/mL
05/22/15 05/22/14 104 g LC6850IS_00025 1.2522 g 18-O Perchlorate 1.00068 ug/mL.LC6850IS_00026 MIllipore Water, Lot 

M10072013
02/27/24 (Purchased Reagent) 18-O Perchlorate 83.11 ug/mLCambridge Isotope Laboratories, Lot 

SDDG-013
..LC6850IS_00025

11/01/14 05/22/14 25 mL LC6850SP_00019 2.5 mL Perchlorate 0.1 ug/mL.LC6850SP_00020 MIllipore Water, Lot 
M01062014

11/01/14 05/01/14 50 mL LC6850TA_00005 50 uL Perchlorate 1 ug/mL..LC6850SP_00019 MIllipore Water, Lot 
042914

01/06/15 (Purchased Reagent) Perchlorate 1000 ug/mLAbsolute Standards, Inc., Lot 121213...LC6850TA_00005

LC6850IS_00026 18-O Perchlorate 10.0068 ng/mL25 mL 250 uL11/01/14 05/22/14LC6850L2_00006 MIllipore Water, Lot 
M05222014

LC6850SP_00020 75 uL Perchlorate 0.3 ng/mL
05/22/15 05/22/14 104 g LC6850IS_00025 1.2522 g 18-O Perchlorate 1.00068 ug/mL.LC6850IS_00026 MIllipore Water, Lot 

M10072013
02/27/24 (Purchased Reagent) 18-O Perchlorate 83.11 ug/mLCambridge Isotope Laboratories, Lot 

SDDG-013
..LC6850IS_00025

11/01/14 05/22/14 25 mL LC6850SP_00019 2.5 mL Perchlorate 0.1 ug/mL.LC6850SP_00020 MIllipore Water, Lot 
M01062014

11/01/14 05/01/14 50 mL LC6850TA_00005 50 uL Perchlorate 1 ug/mL..LC6850SP_00019 MIllipore Water, Lot 
042914

01/06/15 (Purchased Reagent) Perchlorate 1000 ug/mLAbsolute Standards, Inc., Lot 121213...LC6850TA_00005

LC6850IS_00026 18-O Perchlorate 10.0068 ng/mL50 mL 500 uL11/01/14 05/22/14LC6850L3_00006 MIllipore Water, Lot 
M05222014

LC6850SP_00020 250 uL Perchlorate 0.5 ng/mL
05/22/15 05/22/14 104 g LC6850IS_00025 1.2522 g 18-O Perchlorate 1.00068 ug/mL.LC6850IS_00026 MIllipore Water, Lot 

M10072013
02/27/24 (Purchased Reagent) 18-O Perchlorate 83.11 ug/mLCambridge Isotope Laboratories, Lot 

SDDG-013
..LC6850IS_00025

11/01/14 05/22/14 25 mL LC6850SP_00019 2.5 mL Perchlorate 0.1 ug/mL.LC6850SP_00020 MIllipore Water, Lot 
M01062014

11/01/14 05/01/14 50 mL LC6850TA_00005 50 uL Perchlorate 1 ug/mL..LC6850SP_00019 MIllipore Water, Lot 
042914

01/06/15 (Purchased Reagent) Perchlorate 1000 ug/mLAbsolute Standards, Inc., Lot 121213...LC6850TA_00005

LC6850IS_00026 18-O Perchlorate 10.0068 ng/mL25 mL 250 uL11/01/14 05/22/14LC6850L4_00006 MIllipore Water, Lot 
M05222014

LC6850SP_00019 25 uL Perchlorate 1 ng/mL
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REAGENT TRACEABILITY SUMMARY

Lab Name:

SDG No.:

Job No.: 320-7224-1TestAmerica Sacramento

Reagent ID
Exp
Date Date

Prep Dilutant
Used

Reagent
Final
Volume

Parent Reagent

Reagent ID
Volume
Added ConcentrationAnalyte

05/22/15 05/22/14 104 g LC6850IS_00025 1.2522 g 18-O Perchlorate 1.00068 ug/mL.LC6850IS_00026 MIllipore Water, Lot 
M10072013

02/27/24 (Purchased Reagent) 18-O Perchlorate 83.11 ug/mLCambridge Isotope Laboratories, Lot 
SDDG-013

..LC6850IS_00025

11/01/14 05/01/14 50 mL LC6850TA_00005 50 uL Perchlorate 1 ug/mL.LC6850SP_00019 MIllipore Water, Lot 
042914

01/06/15 (Purchased Reagent) Perchlorate 1000 ug/mLAbsolute Standards, Inc., Lot 121213..LC6850TA_00005

LC6850IS_00026 18-O Perchlorate 10.0068 ng/mL25 mL 250 uL11/01/14 05/22/14LC6850L6_00006 MIllipore Water, Lot 
M05222014

LC6850SP_00019 125 uL Perchlorate 5 ng/mL
05/22/15 05/22/14 104 g LC6850IS_00025 1.2522 g 18-O Perchlorate 1.00068 ug/mL.LC6850IS_00026 MIllipore Water, Lot 

M10072013
02/27/24 (Purchased Reagent) 18-O Perchlorate 83.11 ug/mLCambridge Isotope Laboratories, Lot 

SDDG-013
..LC6850IS_00025

11/01/14 05/01/14 50 mL LC6850TA_00005 50 uL Perchlorate 1 ug/mL.LC6850SP_00019 MIllipore Water, Lot 
042914

01/06/15 (Purchased Reagent) Perchlorate 1000 ug/mLAbsolute Standards, Inc., Lot 121213..LC6850TA_00005

LC6850IS_00026 18-O Perchlorate 10.0068 ng/mL25 mL 250 uL11/01/14 05/22/14LC6850L7_00006 MIllipore Water, Lot 
M05222014

LC6850SP_00019 250 uL Perchlorate 10 ng/mL
05/22/15 05/22/14 104 g LC6850IS_00025 1.2522 g 18-O Perchlorate 1.00068 ug/mL.LC6850IS_00026 MIllipore Water, Lot 

M10072013
02/27/24 (Purchased Reagent) 18-O Perchlorate 83.11 ug/mLCambridge Isotope Laboratories, Lot 

SDDG-013
..LC6850IS_00025

11/01/14 05/01/14 50 mL LC6850TA_00005 50 uL Perchlorate 1 ug/mL.LC6850SP_00019 MIllipore Water, Lot 
042914

01/06/15 (Purchased Reagent) Perchlorate 1000 ug/mLAbsolute Standards, Inc., Lot 121213..LC6850TA_00005

LC6850IS_00026 18-O Perchlorate 10.0068 ng/mL25 mL 250 uL11/01/14 05/22/14LC6850L8_00006 MIllipore Water, Lot 
M05222014

LC6850SP_00019 500 uL Perchlorate 20 ng/mL
05/22/15 05/22/14 104 g LC6850IS_00025 1.2522 g 18-O Perchlorate 1.00068 ug/mL.LC6850IS_00026 MIllipore Water, Lot 

M10072013
02/27/24 (Purchased Reagent) 18-O Perchlorate 83.11 ug/mLCambridge Isotope Laboratories, Lot 

SDDG-013
..LC6850IS_00025

11/01/14 05/01/14 50 mL LC6850TA_00005 50 uL Perchlorate 1 ug/mL.LC6850SP_00019 MIllipore Water, Lot 
042914

01/06/15 (Purchased Reagent) Perchlorate 1000 ug/mLAbsolute Standards, Inc., Lot 121213..LC6850TA_00005

07/06/14 01/06/14 50 mL LC6850TA_00005 50 uL Perchlorate 1 ug/mLLC6850SP_00016 MIllipore Water, Lot 
M01062014

01/06/15 (Purchased Reagent) Perchlorate 1000 ug/mLAbsolute Standards, Inc., Lot 121213.LC6850TA_00005
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Reagent

LC6850IS_00023
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Reagent

LC6850IS_00025

06/25/2014Page 31 of 304



06/25/2014Page 32 of 304



06/25/2014Page 33 of 304



06/25/2014Page 34 of 304



06/25/2014Page 35 of 304



06/25/2014Page 36 of 304



06/25/2014Page 37 of 304



Reagent

LC6850TA_00005
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Reagent

LC6850TA_00006
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6850
Perchlorate by LC/MS or LC/MS/MS
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LCMS LAB CONTROL SAMPLE RECOVERY

FORM III

Job No.:Lab Name:

SDG No.:

Level:Matrix: Low

320-7224-1

Lab File ID: 21JUN2014b_018.dSolid

Lab ID: LCS 320-41549/2-A Client ID:

TestAmerica Sacramento

REC 

%

REC

QC

LIMITSCONCENTRATION

(ug/Kg)

SPIKE

ADDED

(ug/Kg)

#

LCS LCS

COMPOUND

Perchlorate 50.0 50.3 80-120101

FORM III 6850

# Column to be used to flag recovery and RPD values
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LCMS LAB CONTROL SAMPLE RECOVERY

FORM III

Job No.:Lab Name:

SDG No.:

Level:Matrix: Low

320-7224-1

Lab File ID: 22JUN2014a_018.dSolid

Lab ID: LCS 320-41549/2-A Client ID:

TestAmerica Sacramento

REC 

%

REC

QC

LIMITSCONCENTRATION

(ug/Kg)

SPIKE

ADDED

(ug/Kg)

#

LCS LCS

COMPOUND

Perchlorate 50.0 43.4 80-12087

FORM III 6850

# Column to be used to flag recovery and RPD values
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LCMS MATRIX SPIKE RECOVERY

FORM III

Job No.:Lab Name:

SDG No.:

Level:Matrix: Low

320-7224-1

Lab File ID: 22JUN2014a_021.dSolid

Lab ID: 320-7224-1 MS Client ID: MAK1090 MS

TestAmerica Sacramento

LIMITS

COMPOUND

CONCENTRATION %

REC

QC

REC

SAMPLE

CONCENTRATION

SPIKE

ADDED

(ug/Kg) (ug/Kg) (ug/Kg)

#

MS MS

100 91.0 80-120Perchlorate 91ND

FORM III 6850

# Column to be used to flag recovery and RPD values
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LCMS MATRIX SPIKE DUPLICATE RECOVERY

FORM III

Job No.:Lab Name:

SDG No.:

Level:Matrix: Low

320-7224-1

Lab File ID: 22JUN2014a_022.dSolid

Lab ID: 320-7224-1 MSD Client ID: MAK1090 MSD

TestAmerica Sacramento

COMPOUND

SPIKE

ADDED CONCENTRATION %

REC

%

RPD

QC LIMITS

RPD REC (ug/Kg) (ug/Kg)

#

MSD MSD

98.7 95.0 15 80-120Perchlorate 496

FORM III 6850

# Column to be used to flag recovery and RPD values
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LCMS LC INTERFERENCE CHECK STANDARD RECOVERY

FORM III

Job No.:Lab Name:

SDG No.:

Level:Matrix: Low

320-7224-1

Lab File ID: 21JUN2014b_019.dSolid

Lab ID: INF 320-41549/3-A Client ID:

TestAmerica Sacramento

REC 

%

REC

QC

LIMITSCONCENTRATION

(ng/mL)

SPIKE

ADDED

(ng/mL)

#

INF INF

COMPOUND

Perchlorate 50.0 47.4 70-13095

FORM III 6850

# Column to be used to flag recovery and RPD values
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LCMS LC INTERFERENCE CHECK STANDARD RECOVERY

FORM III

Job No.:Lab Name:

SDG No.:

Level:Matrix: Low

320-7224-1

Lab File ID: 22JUN2014a_019.dSolid

Lab ID: INF 320-41549/3-A Client ID:

TestAmerica Sacramento

REC 

%

REC

QC

LIMITSCONCENTRATION

(ng/mL)

SPIKE

ADDED

(ng/mL)

#

INF INF

COMPOUND

Perchlorate 50.0 44.4 70-13089

FORM III 6850

# Column to be used to flag recovery and RPD values
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LCMS LC INTERFERENCE CHECK STANDARD RECOVERY

FORM III

Job No.:Lab Name:

SDG No.:

Level:Matrix: Low

320-7224-1

Lab File ID: 22JUN2014a_052.dSolid

Lab ID: INF 320-41554/3-A Client ID:

TestAmerica Sacramento

REC 

%

REC

QC

LIMITSCONCENTRATION

(ng/mL)

SPIKE

ADDED

(ng/mL)

#

INF INF

COMPOUND

Perchlorate 50.0 47.7 70-13095

FORM III 6850

# Column to be used to flag recovery and RPD values
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FORM IV

LCMS METHOD BLANK SUMMARY

Lab Name:

SDG No.:

Job No.: 320-7224-1TestAmerica Sacramento

Instrument ID:

Level:(Low/Med)

Date Extracted:

Date Analyzed: 06/21/2014  16:51

05/01/2014  09:26

Low

A6

Lab File ID: 21JUN2014b_017.d Lab Sample ID: MB 320-41549/1-A

Matrix: Solid

THIS METHOD BLANK APPLIES TO THE FOLLOWING SAMPLES:

LAB SAMPLE ID

LAB

FILE ID DATE ANALYZEDCLIENT SAMPLE ID

 06/21/2014  17:0321JUN2014b_
018.d

LCS 320-41549/2-A

FORM IV 6850
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FORM IV

LCMS METHOD BLANK SUMMARY

Lab Name:

SDG No.:

Job No.: 320-7224-1TestAmerica Sacramento

Instrument ID:

Level:(Low/Med)

Date Extracted:

Date Analyzed: 06/22/2014  13:13

05/01/2014  09:26

Low

A6

Lab File ID: 22JUN2014a_017.d Lab Sample ID: MB 320-41549/1-A

Matrix: Solid

THIS METHOD BLANK APPLIES TO THE FOLLOWING SAMPLES:

LAB SAMPLE ID

LAB

FILE ID DATE ANALYZEDCLIENT SAMPLE ID

 06/22/2014  13:2522JUN2014a_
018.d

LCS 320-41549/2-A

 06/22/2014  13:4922JUN2014a_
020.d

320-7224-1MAK1090

 06/22/2014  14:0122JUN2014a_
021.d

320-7224-1 MSMAK1090 MS

 06/22/2014  14:1322JUN2014a_
022.d

320-7224-1 MSDMAK1090 MSD

 06/22/2014  14:2522JUN2014a_
023.d

320-7224-2MAK110O

 06/22/2014  14:3722JUN2014a_
024.d

320-7224-3MAK111O

 06/22/2014  14:4922JUN2014a_
025.d

320-7224-4MAK112O

 06/22/2014  15:0122JUN2014a_
026.d

320-7224-5MAK113O

 06/22/2014  16:2022JUN2014a_
033.d

320-7224-6MAK114O

 06/22/2014  16:3222JUN2014a_
034.d

320-7224-7MAK115O

 06/22/2014  16:4422JUN2014a_
035.d

320-7224-8MAK116O

 06/22/2014  16:5622JUN2014a_
036.d

320-7224-9MAK117O

 06/22/2014  17:0822JUN2014a_
037.d

320-7224-10MAK118O

 06/22/2014  17:2022JUN2014a_
038.d

320-7224-11MAK119O

 06/22/2014  17:3222JUN2014a_
039.d

320-7224-12MAK120O

 06/22/2014  17:4422JUN2014a_
040.d

320-7224-13MAK121O

 06/22/2014  17:5622JUN2014a_
041.d

320-7224-14MAK122O

 06/22/2014  18:0822JUN2014a_
042.d

320-7224-15MAK123O

 06/22/2014  19:2722JUN2014a_
049.d

320-7224-16MAK124O

 06/23/2014  16:4123JUN2014a_
003.d

320-7224-10MAK118O

 06/23/2014  16:5323JUN2014a_
004.d

320-7224-11MAK119O

FORM IV 6850
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LCMS INTERNAL STANDARD AREA AND RETENTION TIME SUMMARY

Lab Name: Job No.:

SDG No.:

FORM VIII

TestAmerica Sacramento 320-7224-1

Calibration ID:

Calibration Start Date:Instrument ID: A6

GC Column:

7919

Calibration End Date:

06/21/2014  14:27

06/21/2014  15:39Xterra C18 ID: 3.2(mm)

AREA # RT # AREA RT # AREA # RT ##

18OP

UPPER LIMIT

LOWER LIMIT

6838676

2279559

6.39INITIAL CALIBRATION MEAN AREA AND MEAN RT

7.39

5.39

4559117

LAB SAMPLE ID CLIENT SAMPLE ID

CCB 320-45352/10 4872808  6.39

ICV 320-45352/11 4640006  6.39

CCV 320-45352/12 4665852  6.39

CCVL 320-45352/13 4929754  6.39

MB 320-41549/1-A 4225625  6.39

LCS 320-41549/2-A 3726856  6.39

INF 320-41549/3-A 4223855  6.41

320-7224-1 MAK1090 416721  6.39

320-7224-1 MS MAK1090 MS 426476  6.39

320-7224-1 MSD MAK1090 MSD 395246  6.39

320-7224-2 MAK110O 369086  6.29

320-7224-3 MAK111O 381341  6.38

320-7224-4 MAK112O 367274  6.39

320-7224-5 MAK113O 244234  6.38

CCV 320-45352/27 4508707  6.39

320-7224-6 MAK114O 418121  6.39

320-7224-7 MAK115O 357405  6.39

320-7224-8 MAK116O 388223  6.39

320-7224-9 MAK117O 354768  6.39

320-7224-12 MAK120O 359306  6.41

320-7224-13 MAK121O 361591  6.39

320-7224-14 MAK122O 349356  6.39

320-7224-15 MAK123O 347193  6.39

CCV 320-45352/41 4380883  6.39

320-7224-16 MAK124O 397621  6.39

CCV 320-45352/55 4293688  6.41

CCVL 320-45352/69 4686516  6.41

CCB 320-45352/70 4901108  6.39

18OP = 18-O Perchlorate

Area Limit = 50%-150% of internal standard area

RT Limit = ± 1 minutes of internal standard RT

# Column used to flag values outside QC limits

FORM VIII 6850
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LCMS INTERNAL STANDARD AREA AND RETENTION TIME SUMMARY

Lab Name: Job No.:

SDG No.:

FORM VIII

TestAmerica Sacramento 320-7224-1

Calibration ID:

Calibration Start Date:Instrument ID: A6

GC Column:

7923

Calibration End Date:

06/22/2014  10:49

06/22/2014  12:01Xterra C18 ID: 3.2(mm)

AREA # RT # AREA RT # AREA # RT ##

18OP

UPPER LIMIT

LOWER LIMIT

6763962

2254654

6.39INITIAL CALIBRATION MEAN AREA AND MEAN RT

7.39

5.39

4509308

LAB SAMPLE ID CLIENT SAMPLE ID

CCB 320-45355/10 4682644  6.39

ICV 320-45355/11 4655944  6.39

CCV 320-45355/12 4265405  6.39

CCVL 320-45355/13 4892225  6.39

MB 320-41549/1-A 4248436  6.41

LCS 320-41549/2-A 4034815  6.41

INF 320-41549/3-A 4442414  6.39

320-7224-1 MAK1090 1864142  6.45

320-7224-1 MS MAK1090 MS 1701487  6.45

320-7224-1 MSD MAK1090 MSD 1569775  6.43

320-7224-2 MAK110O 1500888  6.45

320-7224-3 MAK111O 1364552  6.46

320-7224-4 MAK112O 1465211  6.46

320-7224-5 MAK113O 1509460  6.48

CCV 320-45355/27 4453658  6.39

320-7224-6 MAK114O 1698762  6.46

320-7224-7 MAK115O 1601802  6.46

320-7224-8 MAK116O 1754138  6.48

320-7224-9 MAK117O 1646493  6.46

320-7224-10 MAK118O 1380828  6.48

320-7224-11 MAK119O 1523483  6.45

320-7224-12 MAK120O 1546262  6.46

320-7224-13 MAK121O 1365441  6.48

320-7224-14 MAK122O 1354760  6.46

320-7224-15 MAK123O 1563911  6.43

CCV 320-45355/41 4314702  6.39

320-7224-16 MAK124O 1552974  6.46

INF 320-41554/3-A 3562271  6.39

CCV 320-45355/55 2923801  6.39

CCVL 320-45355/69 4285930  6.41

18OP = 18-O Perchlorate

Area Limit = 50%-150% of internal standard area

RT Limit = ± 1 minutes of internal standard RT

# Column used to flag values outside QC limits

FORM VIII 6850
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LCMS INTERNAL STANDARD AREA AND RETENTION TIME SUMMARY

Lab Name: Job No.:

SDG No.:

FORM VIII

TestAmerica Sacramento 320-7224-1

Calibration ID:

Calibration Start Date:Instrument ID: A6

GC Column:

7923

Calibration End Date:

06/22/2014  10:49

06/22/2014  12:01Xterra C18 ID: 3.2(mm)

AREA # RT # AREA RT # AREA # RT ##

18OP

UPPER LIMIT

LOWER LIMIT

6763962

2254654

6.39INITIAL CALIBRATION MEAN AREA AND MEAN RT

7.39

5.39

4509308

LAB SAMPLE ID CLIENT SAMPLE ID

CCB 320-45355/70 4164293  6.41

CCV 320-45355/101 4457467  6.40

320-7224-10 MAK118O 281296  6.41

320-7224-11 MAK119O 415846  6.41

CCV 320-45355/107 4211249  6.39

CCVL 320-45355/108 4234820  6.41

CCB 320-45355/109 3996349  6.41

18OP = 18-O Perchlorate

Area Limit = 50%-150% of internal standard area

RT Limit = ± 1 minutes of internal standard RT

# Column used to flag values outside QC limits

FORM VIII 6850
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

MAK1090

SDG No.:

320-7224-1

Lab Sample ID: 320-7224-1

Matrix: 22JUN2014a_020.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

01/31/2014  10:45

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/22/2014  13:49

10.00(mL)

150(uL)

Sample wt/vol: 1.53(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

9.8 0.2914797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:55:38 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_020.d

Lims ID: 320-7224-A-1-A           Lab Sample ID: 320-7224-1               

Client ID: MAK1090

Sample Type: Client

Inject. Date: 22-Jun-2014 13:49:33 ALS Bottle#: 4 Worklist Smp#: 18

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: 320-7224-A-1-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:35 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate s

106.7 > 88.9  6.447  6.391  0.056      1864142        10.1  2685

108.7 > 90.9  6.447  6.391  0.056       577728  3.23(2.30-3.80)  1400

QC Flag Legend

Processing Flags

s - Failed ISTD Recovery Test
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Report Date: 24-Jun-2014 15:55:38 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_020.d

Injection Date: 22-Jun-2014 13:49:33 Instrument ID: A6

Lims ID: 320-7224-A-1-A           Lab Sample ID: 320-7224-1               

Client ID: MAK1090

Operator ID:  jss ALS Bottle#: 4 Worklist Smp#: 18

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0
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24
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48

60

72

84

Y
 (

 X
1

0
0

0
)

F1:m/z 106.7 > 88.9:Moving7PtAverage_x10
  
6

.4
4

7

*   1 18-O Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

4

8

12

16

20

24

28

Y
 (

 X
1

0
0

0
)

F1:m/z 108.7 > 90.9:Moving7PtAverage_x10

  
6

.4
4

7

    2 Perchlorate (ND)

5.4 6.0 6.6 7.2
Min

2

9

16

23

30
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Y
 (

 X
1

0
)

F1:m/z 98.7 > 82.8:Moving7PtAverage_x10

    2 Perchlorate (ND)

5.4 6.0 6.6 7.2
Min

4

10

16
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28

34

40
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Y
 (

 X
1

0
)

F1:m/z 100.7 > 84.9:Moving7PtAverage_x10
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

MAK110O

SDG No.:

320-7224-1

Lab Sample ID: 320-7224-2

Matrix: 22JUN2014a_023.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

03/28/2014  08:38

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/22/2014  14:25

10.00(mL)

150(uL)

Sample wt/vol: 1.49(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

10 0.3014797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:55:39 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_023.d

Lims ID: 320-7224-A-2-A           Lab Sample ID: 320-7224-2               

Client ID: MAK110O

Sample Type: Client

Inject. Date: 22-Jun-2014 14:25:38 ALS Bottle#: 7 Worklist Smp#: 21

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: 320-7224-A-2-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:35 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate s

106.7 > 88.9  6.447  6.391  0.056      1500888        10.1  3144

108.7 > 90.9  6.447  6.391  0.056       475082  3.16(2.30-3.80)  1201

QC Flag Legend

Processing Flags

s - Failed ISTD Recovery Test
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Report Date: 24-Jun-2014 15:55:39 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_023.d

Injection Date: 22-Jun-2014 14:25:38 Instrument ID: A6

Lims ID: 320-7224-A-2-A           Lab Sample ID: 320-7224-2               

Client ID: MAK110O

Operator ID:  jss ALS Bottle#: 7 Worklist Smp#: 21

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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*   1 18-O Perchlorate
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F1:m/z 100.7 > 84.9:Moving7PtAverage_x10
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

MAK111O

SDG No.:

320-7224-1

Lab Sample ID: 320-7224-3

Matrix: 22JUN2014a_024.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

03/28/2014  09:20

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/22/2014  14:37

10.00(mL)

150(uL)

Sample wt/vol: 1.53(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

9.8 0.2914797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:55:39 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_024.d

Lims ID: 320-7224-A-3-A           Lab Sample ID: 320-7224-3               

Client ID: MAK111O

Sample Type: Client

Inject. Date: 22-Jun-2014 14:37:40 ALS Bottle#: 8 Worklist Smp#: 22

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: 320-7224-A-3-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:35 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate s

106.7 > 88.9  6.461  6.391  0.070      1364552        10.1  2003

108.7 > 90.9  6.447  6.391  0.056       432974  3.15(2.30-3.80)  7692

QC Flag Legend

Processing Flags

s - Failed ISTD Recovery Test
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Report Date: 24-Jun-2014 15:55:39 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_024.d

Injection Date: 22-Jun-2014 14:37:40 Instrument ID: A6

Lims ID: 320-7224-A-3-A           Lab Sample ID: 320-7224-3               

Client ID: MAK111O

Operator ID:  jss ALS Bottle#: 8 Worklist Smp#: 22

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

MAK112O

SDG No.:

320-7224-1

Lab Sample ID: 320-7224-4

Matrix: 22JUN2014a_025.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

03/28/2014  10:00

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/22/2014  14:49

10.00(mL)

150(uL)

Sample wt/vol: 1.56(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

9.6 0.2914797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:55:39 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_025.d

Lims ID: 320-7224-A-4-A           Lab Sample ID: 320-7224-4               

Client ID: MAK112O

Sample Type: Client

Inject. Date: 22-Jun-2014 14:49:40 ALS Bottle#: 9 Worklist Smp#: 23

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: 320-7224-A-4-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:35 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate s

106.7 > 88.9  6.461  6.391  0.070      1465211        10.1  8504

108.7 > 90.9  6.461  6.391  0.070       446966  3.28(2.30-3.80)  1300

    2 Perchlorate

98.7 > 82.8  6.461  6.405  0.056  1.000         2204      0.0138  10.8

100.7 > 84.9  6.897  6.405  0.492  1.067          652  3.38(2.30-3.80)   4.8

QC Flag Legend

Processing Flags

s - Failed ISTD Recovery Test
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Report Date: 24-Jun-2014 15:55:39 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_025.d

Injection Date: 22-Jun-2014 14:49:40 Instrument ID: A6

Lims ID: 320-7224-A-4-A           Lab Sample ID: 320-7224-4               

Client ID: MAK112O

Operator ID:  jss ALS Bottle#: 9 Worklist Smp#: 23

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

MAK113O

SDG No.:

320-7224-1

Lab Sample ID: 320-7224-5

Matrix: 22JUN2014a_026.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

03/28/2014  10:35

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/22/2014  15:01

10.00(mL)

150(uL)

Sample wt/vol: 1.54(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

9.7 0.2914797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:55:40 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_026.d

Lims ID: 320-7224-A-5-A           Lab Sample ID: 320-7224-5               

Client ID: MAK113O

Sample Type: Client

Inject. Date: 22-Jun-2014 15:01:42 ALS Bottle#: 10 Worklist Smp#: 24

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: 320-7224-A-5-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:35 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate s

106.7 > 88.9  6.475  6.391  0.084      1509460        10.1  4422

108.7 > 90.9  6.461  6.391  0.070       477162  3.16(2.30-3.80)  1217

QC Flag Legend

Processing Flags

s - Failed ISTD Recovery Test
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Report Date: 24-Jun-2014 15:55:40 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_026.d

Injection Date: 22-Jun-2014 15:01:42 Instrument ID: A6

Lims ID: 320-7224-A-5-A           Lab Sample ID: 320-7224-5               

Client ID: MAK113O

Operator ID:  jss ALS Bottle#: 10 Worklist Smp#: 24

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

MAK114O

SDG No.:

320-7224-1

Lab Sample ID: 320-7224-6

Matrix: 22JUN2014a_033.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

03/28/2014  11:32

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/22/2014  16:20

10.00(mL)

150(uL)

Sample wt/vol: 1.53(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

9.8 0.2914797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:55:42 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_033.d

Lims ID: 320-7224-A-6-A           Lab Sample ID: 320-7224-6               

Client ID: MAK114O

Sample Type: Client

Inject. Date: 22-Jun-2014 16:20:55 ALS Bottle#: 11 Worklist Smp#: 29

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: 320-7224-A-6-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:41 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate s

106.7 > 88.9  6.461  6.391  0.070      1698762        10.1  2345

108.7 > 90.9  6.461  6.391  0.070       524351  3.24(2.30-3.80)   796

QC Flag Legend

Processing Flags

s - Failed ISTD Recovery Test
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Report Date: 24-Jun-2014 15:55:42 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_033.d

Injection Date: 22-Jun-2014 16:20:55 Instrument ID: A6

Lims ID: 320-7224-A-6-A           Lab Sample ID: 320-7224-6               

Client ID: MAK114O

Operator ID:  jss ALS Bottle#: 11 Worklist Smp#: 29

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

MAK115O

SDG No.:

320-7224-1

Lab Sample ID: 320-7224-7

Matrix: 22JUN2014a_034.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

03/28/2014  13:01

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/22/2014  16:32

10.00(mL)

150(uL)

Sample wt/vol: 1.55(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

9.7 0.2914797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:55:42 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_034.d

Lims ID: 320-7224-A-7-A           Lab Sample ID: 320-7224-7               

Client ID: MAK115O

Sample Type: Client

Inject. Date: 22-Jun-2014 16:32:56 ALS Bottle#: 12 Worklist Smp#: 30

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: 320-7224-A-7-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:41 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate s

106.7 > 88.9  6.461  6.391  0.070      1601802        10.1 11250

108.7 > 90.9  6.475  6.391  0.084       493863  3.24(2.30-3.80)  1569

    2 Perchlorate

98.7 > 82.8  6.447  6.405  0.042  0.998         2420      0.0139  15.7

100.7 > 84.9  6.447  6.405  0.042  0.998          933  2.59(2.30-3.80)   6.3

QC Flag Legend

Processing Flags

s - Failed ISTD Recovery Test
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Report Date: 24-Jun-2014 15:55:42 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_034.d

Injection Date: 22-Jun-2014 16:32:56 Instrument ID: A6

Lims ID: 320-7224-A-7-A           Lab Sample ID: 320-7224-7               

Client ID: MAK115O

Operator ID:  jss ALS Bottle#: 12 Worklist Smp#: 30

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

MAK116O

SDG No.:

320-7224-1

Lab Sample ID: 320-7224-8

Matrix: 22JUN2014a_035.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

03/28/2014  14:58

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/22/2014  16:44

10.00(mL)

150(uL)

Sample wt/vol: 1.52(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

9.9 0.3014797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:55:43 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_035.d

Lims ID: 320-7224-A-8-A           Lab Sample ID: 320-7224-8               

Client ID: MAK116O

Sample Type: Client

Inject. Date: 22-Jun-2014 16:44:52 ALS Bottle#: 13 Worklist Smp#: 31

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: 320-7224-A-8-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:41 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate s

106.7 > 88.9  6.475  6.391  0.084      1754138        10.1  4082

108.7 > 90.9  6.461  6.391  0.070       558675  3.14(2.30-3.80)   600

QC Flag Legend

Processing Flags

s - Failed ISTD Recovery Test
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Report Date: 24-Jun-2014 15:55:43 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_035.d

Injection Date: 22-Jun-2014 16:44:52 Instrument ID: A6

Lims ID: 320-7224-A-8-A           Lab Sample ID: 320-7224-8               

Client ID: MAK116O

Operator ID:  jss ALS Bottle#: 13 Worklist Smp#: 31

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

MAK117O

SDG No.:

320-7224-1

Lab Sample ID: 320-7224-9

Matrix: 22JUN2014a_036.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

03/28/2014  16:43

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/22/2014  16:56

10.00(mL)

150(uL)

Sample wt/vol: 1.55(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

9.7 0.2914797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:55:43 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_036.d

Lims ID: 320-7224-A-9-A           Lab Sample ID: 320-7224-9               

Client ID: MAK117O

Sample Type: Client

Inject. Date: 22-Jun-2014 16:56:50 ALS Bottle#: 14 Worklist Smp#: 32

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: 320-7224-A-9-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:41 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate s

106.7 > 88.9  6.461  6.391  0.070      1646493        10.1  4877

108.7 > 90.9  6.447  6.391  0.056       509499  3.23(2.30-3.80)  2594

QC Flag Legend

Processing Flags

s - Failed ISTD Recovery Test
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Report Date: 24-Jun-2014 15:55:43 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_036.d

Injection Date: 22-Jun-2014 16:56:50 Instrument ID: A6

Lims ID: 320-7224-A-9-A           Lab Sample ID: 320-7224-9               

Client ID: MAK117O

Operator ID:  jss ALS Bottle#: 14 Worklist Smp#: 32

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

MAK118O

SDG No.:

320-7224-1

Lab Sample ID: 320-7224-10

Matrix: 22JUN2014a_037.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

03/27/2014  08:50

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/22/2014  17:08

10.00(mL)

150(uL)

Sample wt/vol: 1.56(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

9.6 0.29J14797-73-0 Perchlorate 0.45

FORM I 6850
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Report Date: 24-Jun-2014 15:55:43 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_037.d

Lims ID: 320-7224-A-10-A          Lab Sample ID: 320-7224-10              

Client ID: MAK118O

Sample Type: Client

Inject. Date: 22-Jun-2014 17:08:51 ALS Bottle#: 15 Worklist Smp#: 33

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: 320-7224-A-10-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:41 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 23-Jun-2014 07:46:35

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate s

106.7 > 88.9  6.475  6.391  0.084      1380828        10.1  2697

108.7 > 90.9  6.475  6.391  0.084       435541  3.17(2.30-3.80)   560

    2 Perchlorate M

98.7 > 82.8  6.503  6.405  0.098  1.004        10659      0.0710  22.6

100.7 > 84.9  6.461  6.405  0.056  0.998         3104  3.43(2.30-3.80)   6.5 M

QC Flag Legend

Processing Flags

s - Failed ISTD Recovery Test

Review Flags

M - Manually Integrated
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Report Date: 24-Jun-2014 15:55:43 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_037.d

Injection Date: 22-Jun-2014 17:08:51 Instrument ID: A6

Lims ID: 320-7224-A-10-A          Lab Sample ID: 320-7224-10              

Client ID: MAK118O

Operator ID:  jss ALS Bottle#: 15 Worklist Smp#: 33

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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Report Date: 24-Jun-2014 15:55:43 Chrom Revision: 2.2  16-May-2014 10:46:48
Manual Integration/User Assign Peak Report

TestAmerica Sacramento

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_037.d

Injection Date: 22-Jun-2014 17:08:51 Instrument ID: A6

Lims ID: 320-7224-A-10-A          Lab Sample ID: 320-7224-10              

Client ID: MAK118O

Operator ID:  jss ALS Bottle#: 15 Worklist Smp#: 33

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

Column: Detector F1:MRM

    2 Perchlorate, CAS: 14797-73-0

Processing Integration Results

RT:   6.48

Response: 2251

Amount:    0.070961
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Manual Integration Results

RT:   6.46

Response: 3104

Amount:    0.070961
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Reviewer: strumj, 23-Jun-2014 07:46:35

Audit Action: Manually Integrated

Audit Reason: Shouldering
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

MAK118O

SDG No.:

320-7224-1

Lab Sample ID: 320-7224-10

Matrix: 23JUN2014a_003.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

03/27/2014  08:50

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 10

Extraction Method: SHAKE 05/01/2014  09:26

06/23/2014  16:41

10.00(mL)

150(uL)

Sample wt/vol: 1.56(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

96 2.914797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:56:00 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\23JUN2014a_003.d

Lims ID: 320-7224-A-10-A          Lab Sample ID: 320-7224-10              

Client ID: MAK118O

Sample Type: Client

Inject. Date: 23-Jun-2014 16:41:17 ALS Bottle#: 47 Worklist Smp#: 104

Injection Vol: 150.0 ul Dil. Factor: 10.0000    

Sample Info: 320-7224-A-10-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:59 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 24-Jun-2014 05:24:10

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.405  6.391  0.014       281296        1.01   859

108.7 > 90.9  6.391  6.391 0.0            0  0.00(2.30-3.80)
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Report Date: 24-Jun-2014 15:56:00 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\23JUN2014a_003.d

Injection Date: 23-Jun-2014 16:41:17 Instrument ID: A6

Lims ID: 320-7224-A-10-A          Lab Sample ID: 320-7224-10              

Client ID: MAK118O

Operator ID:  jss ALS Bottle#: 47 Worklist Smp#: 104

Injection Vol: 150.0 ul Dil. Factor: 10.0000    

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate (M)
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

MAK119O

SDG No.:

320-7224-1

Lab Sample ID: 320-7224-11

Matrix: 22JUN2014a_038.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

03/27/2014  09:20

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/22/2014  17:20

10.00(mL)

150(uL)

Sample wt/vol: 1.55(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

9.7 0.29I14797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:55:44 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_038.d

Lims ID: 320-7224-A-11-A          Lab Sample ID: 320-7224-11              

Client ID: MAK119O

Sample Type: Client

Inject. Date: 22-Jun-2014 17:20:53 ALS Bottle#: 16 Worklist Smp#: 34

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: 320-7224-A-11-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:41 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate s

106.7 > 88.9  6.447  6.391  0.056      1523483        10.1  2333

108.7 > 90.9  6.447  6.391  0.056       474836  3.21(2.30-3.80)  1091

    2 Perchlorate R

98.7 > 82.8  6.433  6.405  0.028  0.998         2266      0.0137   3.9 R

100.7 > 84.9  6.447  6.405  0.042  1.000         1320  1.72(2.30-3.80)   3.0

QC Flag Legend

Processing Flags

R - Failed Signal Ratio Test

s - Failed ISTD Recovery Test
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Report Date: 24-Jun-2014 15:55:44 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_038.d

Injection Date: 22-Jun-2014 17:20:53 Instrument ID: A6

Lims ID: 320-7224-A-11-A          Lab Sample ID: 320-7224-11              

Client ID: MAK119O

Operator ID:  jss ALS Bottle#: 16 Worklist Smp#: 34

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

MAK119O

SDG No.:

320-7224-1

Lab Sample ID: 320-7224-11

Matrix: 23JUN2014a_004.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

03/27/2014  09:20

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 10

Extraction Method: SHAKE 05/01/2014  09:26

06/23/2014  16:53

10.00(mL)

150(uL)

Sample wt/vol: 1.55(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

97 2.914797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:56:00 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\23JUN2014a_004.d

Lims ID: 320-7224-A-11-A          Lab Sample ID: 320-7224-11              

Client ID: MAK119O

Sample Type: Client

Inject. Date: 23-Jun-2014 16:53:19 ALS Bottle#: 48 Worklist Smp#: 105

Injection Vol: 150.0 ul Dil. Factor: 10.0000    

Sample Info: 320-7224-A-11-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:59 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 24-Jun-2014 05:24:23

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.405  6.391  0.014       415846        1.01   605

108.7 > 90.9  6.405  6.391  0.014       129173  3.22(2.30-3.80)   225
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Report Date: 24-Jun-2014 15:56:00 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\23JUN2014a_004.d

Injection Date: 23-Jun-2014 16:53:19 Instrument ID: A6

Lims ID: 320-7224-A-11-A          Lab Sample ID: 320-7224-11              

Client ID: MAK119O

Operator ID:  jss ALS Bottle#: 48 Worklist Smp#: 105

Injection Vol: 150.0 ul Dil. Factor: 10.0000    

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

MAK120O

SDG No.:

320-7224-1

Lab Sample ID: 320-7224-12

Matrix: 22JUN2014a_039.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

03/27/2014  11:23

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/22/2014  17:32

10.00(mL)

150(uL)

Sample wt/vol: 1.50(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

10 0.3014797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:55:44 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_039.d

Lims ID: 320-7224-A-12-A          Lab Sample ID: 320-7224-12              

Client ID: MAK120O

Sample Type: Client

Inject. Date: 22-Jun-2014 17:32:54 ALS Bottle#: 17 Worklist Smp#: 35

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: 320-7224-A-12-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:41 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 23-Jun-2014 07:42:10

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate s

106.7 > 88.9  6.461  6.391  0.070      1546262        10.1 10809

108.7 > 90.9  6.461  6.391  0.070       483494  3.20(2.30-3.80)  3307

    2 Perchlorate M

98.7 > 82.8  6.447  6.405  0.042  0.998         1404    0.008347   4.2 M

100.7 > 84.9  6.475  6.405  0.070  1.002          407  3.45(2.30-3.80)   6.7

QC Flag Legend

Processing Flags

s - Failed ISTD Recovery Test

Review Flags

M - Manually Integrated
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Report Date: 24-Jun-2014 15:55:44 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_039.d

Injection Date: 22-Jun-2014 17:32:54 Instrument ID: A6

Lims ID: 320-7224-A-12-A          Lab Sample ID: 320-7224-12              

Client ID: MAK120O

Operator ID:  jss ALS Bottle#: 17 Worklist Smp#: 35

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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Report Date: 24-Jun-2014 15:55:44 Chrom Revision: 2.2  16-May-2014 10:46:48
Manual Integration/User Assign Peak Report

TestAmerica Sacramento

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_039.d

Injection Date: 22-Jun-2014 17:32:54 Instrument ID: A6

Lims ID: 320-7224-A-12-A          Lab Sample ID: 320-7224-12              

Client ID: MAK120O

Operator ID:  jss ALS Bottle#: 17 Worklist Smp#: 35

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

Column: Detector F1:MRM

    2 Perchlorate, CAS: 14797-73-0

Processing Integration Results

RT:   6.48

Response: 335

Amount:    0.001992
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Manual Integration Results

RT:   6.45

Response: 1404

Amount:    0.008347
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Reviewer: strumj, 23-Jun-2014 07:42:10

Audit Action: Manually Integrated

Audit Reason: Peak Not Integrated
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

MAK121O

SDG No.:

320-7224-1

Lab Sample ID: 320-7224-13

Matrix: 22JUN2014a_040.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

03/27/2014  12:05

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/22/2014  17:44

10.00(mL)

150(uL)

Sample wt/vol: 1.58(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

9.5 0.2814797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:55:44 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_040.d

Lims ID: 320-7224-A-13-A          Lab Sample ID: 320-7224-13              

Client ID: MAK121O

Sample Type: Client

Inject. Date: 22-Jun-2014 17:44:49 ALS Bottle#: 18 Worklist Smp#: 36

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: 320-7224-A-13-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:41 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate s

106.7 > 88.9  6.475  6.391  0.084      1365441        10.1  2981

108.7 > 90.9  6.461  6.391  0.070       418264  3.26(2.30-3.80)  1040

QC Flag Legend

Processing Flags

s - Failed ISTD Recovery Test
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Report Date: 24-Jun-2014 15:55:44 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_040.d

Injection Date: 22-Jun-2014 17:44:49 Instrument ID: A6

Lims ID: 320-7224-A-13-A          Lab Sample ID: 320-7224-13              

Client ID: MAK121O

Operator ID:  jss ALS Bottle#: 18 Worklist Smp#: 36

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

MAK122O

SDG No.:

320-7224-1

Lab Sample ID: 320-7224-14

Matrix: 22JUN2014a_041.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

03/27/2014  13:05

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/22/2014  17:56

10.00(mL)

150(uL)

Sample wt/vol: 1.53(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

9.8 0.2914797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:55:45 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_041.d

Lims ID: 320-7224-A-14-A          Lab Sample ID: 320-7224-14              

Client ID: MAK122O

Sample Type: Client

Inject. Date: 22-Jun-2014 17:56:44 ALS Bottle#: 19 Worklist Smp#: 37

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: 320-7224-A-14-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:41 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate s

106.7 > 88.9  6.461  6.391  0.070      1354760        10.1  3164

108.7 > 90.9  6.447  6.391  0.056       432340  3.13(2.30-3.80)  1014

QC Flag Legend

Processing Flags

s - Failed ISTD Recovery Test
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Report Date: 24-Jun-2014 15:55:45 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_041.d

Injection Date: 22-Jun-2014 17:56:44 Instrument ID: A6

Lims ID: 320-7224-A-14-A          Lab Sample ID: 320-7224-14              

Client ID: MAK122O

Operator ID:  jss ALS Bottle#: 19 Worklist Smp#: 37

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

MAK123O

SDG No.:

320-7224-1

Lab Sample ID: 320-7224-15

Matrix: 22JUN2014a_042.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

03/27/2014  15:08

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/22/2014  18:08

10.00(mL)

150(uL)

Sample wt/vol: 1.55(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

9.7 0.2914797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:55:45 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_042.d

Lims ID: 320-7224-A-15-A          Lab Sample ID: 320-7224-15              

Client ID: MAK123O

Sample Type: Client

Inject. Date: 22-Jun-2014 18:08:40 ALS Bottle#: 20 Worklist Smp#: 38

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: 320-7224-A-15-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:41 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate s

106.7 > 88.9  6.433  6.391  0.042      1563911        10.1  1991

108.7 > 90.9  6.433  6.391  0.042       501832  3.12(2.30-3.80)   646

QC Flag Legend

Processing Flags

s - Failed ISTD Recovery Test
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Report Date: 24-Jun-2014 15:55:45 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_042.d

Injection Date: 22-Jun-2014 18:08:40 Instrument ID: A6

Lims ID: 320-7224-A-15-A          Lab Sample ID: 320-7224-15              

Client ID: MAK123O

Operator ID:  jss ALS Bottle#: 20 Worklist Smp#: 38

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

MAK124O

SDG No.:

320-7224-1

Lab Sample ID: 320-7224-16

Matrix: 22JUN2014a_049.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

03/28/2014  12:25

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/22/2014  19:27

10.00(mL)

150(uL)

Sample wt/vol: 1.53(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

9.8 0.2914797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:55:47 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_049.d

Lims ID: 320-7224-A-16-A          Lab Sample ID: 320-7224-16              

Client ID: MAK124O

Sample Type: Client

Inject. Date: 22-Jun-2014 19:27:54 ALS Bottle#: 21 Worklist Smp#: 43

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: 320-7224-A-16-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:46 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate s

106.7 > 88.9  6.461  6.391  0.070      1552974        10.1  3337

108.7 > 90.9  6.447  6.391  0.056       502824  3.09(2.30-3.80)  1232

QC Flag Legend

Processing Flags

s - Failed ISTD Recovery Test
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Report Date: 24-Jun-2014 15:55:47 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_049.d

Injection Date: 22-Jun-2014 19:27:54 Instrument ID: A6

Lims ID: 320-7224-A-16-A          Lab Sample ID: 320-7224-16              

Client ID: MAK124O

Operator ID:  jss ALS Bottle#: 21 Worklist Smp#: 43

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: GC Column: Heated Purge: (Y/N)

LCMS INITIAL CALIBRATION DATA

TestAmerica Sacramento 320-7224-1

A6

Analy Batch No.: 45220

7931Calibration Start Date: Calibration End Date:06/19/2014  19:19

N

06/19/2014  20:31

3.2(mm)Xterra C18 ID:

INTERNAL STANDARD CURVE EVALUATION

Calibration Files:

LEVEL: LAB SAMPLE ID: LAB FILE ID:
1Level STD01 320-45220/3 19JUN2014b_005.d
2Level STD02 320-45220/4 19JUN2014b_006.d
3Level STD03 320-45220/5 19JUN2014b_007.d
4Level STD04 320-45220/6 19JUN2014b_008.d
5Level ICISAV 320-45220/7 19JUN2014b_009.d
6Level STD07 320-45220/8 19JUN2014b_010.d
7Level STD08 320-45220/9 19JUN2014b_011.d

ANALYTE RRF

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CURVE
TYPE

COEFFICIENT

B M1 M2

# %RSD # MAX
%RSD

R^2
OR COD

# MIN R^2
OR COD

MIN RRF

LVL 6 LVL 7

Perchlorate 1.0881 1.0127 0.9188 0.9279 0.9089 Ave 6.9
0.9318 0.9324

15.00.9601

FORM VI 6850

Note: The m1 coefficient is the same as Ave RRF for an Ave curve type.
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: Heated Purge: (Y/N)

LCMS INITIAL CALIBRATION DATA

TestAmerica Sacramento 320-7224-1

A6

Analy Batch No.: 45220

7931Calibration Start Date: Calibration End Date:06/19/2014  19:19

N

06/19/2014  20:31

GC Column: Xterra C18 ID: 3.2(mm)

INTERNAL STANDARD RESPONSE AND CONCENTRATION

Calibration Files:

LEVEL: LAB SAMPLE ID: LAB FILE ID:
Level 1 STD01 320-45220/3 19JUN2014b_005.d
Level 2 STD02 320-45220/4 19JUN2014b_006.d
Level 3 STD03 320-45220/5 19JUN2014b_007.d
Level 4 STD04 320-45220/6 19JUN2014b_008.d
Level 5 ICISAV 320-45220/7 19JUN2014b_009.d
Level 6 STD07 320-45220/8 19JUN2014b_010.d
Level 7 STD08 320-45220/9 19JUN2014b_011.d

ANALYTE CURVE
TYPE

IS
REF

RESPONSE

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CONCENTRATION (NG/ML)

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5
LVL 6 LVL 7 LVL 6 LVL 7

Perchlorate Ave18OP 84431 165091 256322 494450 2326038
4187110 8009461

0.150 0.300 0.500 1.00 5.00
10.0 20.0

Curve Type Legend:
Ave = Average ISTD

FORM VI 6850 06/25/2014Page 113 of 304



Report Date: 23-Jun-2014 11:15:11 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_005.d

Lims ID: STD01                    

Client ID:

Sample Type: IC Calib Level: 1

Inject. Date: 19-Jun-2014 19:19:39 ALS Bottle#: 8 Worklist Smp#: 3

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: STD1

Misc. Info.: 06192014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140620-13363.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 23-Jun-2014 11:15:11 Calib Date: 19-Jun-2014 20:31:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK011

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.349  6.349 0.0      5176356        10.0 16458

108.7 > 90.9  6.349  6.349 0.0      1631670  3.17(2.30-3.80)  1987

    2 Perchlorate

98.7 > 82.8  6.363  6.363 0.0  1.002        84431      0.1700   148

100.7 > 84.9  6.349  6.363 -0.014  1.000        25167  3.35(2.30-3.80)  49.4
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Report Date: 23-Jun-2014 11:15:11 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_005.d

Injection Date: 19-Jun-2014 19:19:39 Instrument ID: A6

Lims ID: STD01                    

Client ID:

Operator ID:  jss ALS Bottle#: 8 Worklist Smp#: 3

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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Report Date: 23-Jun-2014 11:15:12 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_006.d

Lims ID: STD02                    

Client ID:

Sample Type: IC Calib Level: 2

Inject. Date: 19-Jun-2014 19:31:41 ALS Bottle#: 9 Worklist Smp#: 4

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: STD2

Misc. Info.: 06192014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140620-13363.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 23-Jun-2014 11:15:11 Calib Date: 19-Jun-2014 20:31:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK011

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.363  6.349  0.014      5437712        10.0  4836

108.7 > 90.9  6.363  6.349  0.014      1700446  3.20(2.30-3.80)  3706

    2 Perchlorate

98.7 > 82.8  6.363  6.363 0.0  1.000       165091      0.3164   382

100.7 > 84.9  6.363  6.363 0.0  1.000        50638  3.26(2.30-3.80)  79.6
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Report Date: 23-Jun-2014 11:15:12 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_006.d

Injection Date: 19-Jun-2014 19:31:41 Instrument ID: A6

Lims ID: STD02                    

Client ID:

Operator ID:  jss ALS Bottle#: 9 Worklist Smp#: 4

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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Report Date: 23-Jun-2014 11:15:12 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_007.d

Lims ID: STD03                    

Client ID:

Sample Type: IC Calib Level: 3

Inject. Date: 19-Jun-2014 19:43:42 ALS Bottle#: 10 Worklist Smp#: 5

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: STD3

Misc. Info.: 06192014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140620-13363.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 23-Jun-2014 11:15:12 Calib Date: 19-Jun-2014 20:31:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK011

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.363  6.349  0.014      5583539        10.0  4643

108.7 > 90.9  6.349  6.349 0.0      1733426  3.22(2.30-3.80)  2732

    2 Perchlorate

98.7 > 82.8  6.363  6.363 0.0  1.000       256322      0.4785   610

100.7 > 84.9  6.349  6.363 -0.014  0.998        84139  3.05(2.30-3.80)   195
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Report Date: 23-Jun-2014 11:15:12 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_007.d

Injection Date: 19-Jun-2014 19:43:42 Instrument ID: A6

Lims ID: STD03                    

Client ID:

Operator ID:  jss ALS Bottle#: 10 Worklist Smp#: 5

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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Report Date: 23-Jun-2014 11:15:13 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_008.d

Lims ID: STD04                    

Client ID:

Sample Type: IC Calib Level: 4

Inject. Date: 19-Jun-2014 19:55:37 ALS Bottle#: 11 Worklist Smp#: 6

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: STD4

Misc. Info.: 06192014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140620-13363.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 23-Jun-2014 11:15:13 Calib Date: 19-Jun-2014 20:31:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK011

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.363  6.349  0.014      5332422        10.0  5953

108.7 > 90.9  6.363  6.349  0.014      1654816  3.22(2.30-3.80)  2303

    2 Perchlorate

98.7 > 82.8  6.363  6.363 0.0  1.000       494450      0.9665   498

100.7 > 84.9  6.363  6.363 0.0  1.000       167272  2.96(2.30-3.80)   333
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Report Date: 23-Jun-2014 11:15:13 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_008.d

Injection Date: 19-Jun-2014 19:55:37 Instrument ID: A6

Lims ID: STD04                    

Client ID:

Operator ID:  jss ALS Bottle#: 11 Worklist Smp#: 6

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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*   1 18-O Perchlorate
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    2 Perchlorate
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Report Date: 23-Jun-2014 11:15:13 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_009.d

Lims ID: STD06                    

Client ID:

Sample Type: IC Calib Level: 6

Inject. Date: 19-Jun-2014 20:07:39 ALS Bottle#: 12 Worklist Smp#: 7

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: STD6

Misc. Info.: 06192014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140620-13363.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 23-Jun-2014 11:15:13 Calib Date: 19-Jun-2014 20:31:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK011

First Level Reviewer: strumj Date: 20-Jun-2014 08:01:56

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.363  6.349  0.014      5121722        10.0 11632

108.7 > 90.9  6.363  6.349  0.014      1573282  3.26(2.30-3.80)  6710

    2 Perchlorate M

98.7 > 82.8  6.377  6.363  0.014  1.002      2326038        4.73  1568 M

100.7 > 84.9  6.377  6.363  0.014  1.002       748208  3.11(2.30-3.80)  3657

QC Flag Legend

Review Flags

M - Manually Integrated
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Report Date: 23-Jun-2014 11:15:13 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_009.d

Injection Date: 19-Jun-2014 20:07:39 Instrument ID: A6

Lims ID: STD06                    

Client ID:

Operator ID:  jss ALS Bottle#: 12 Worklist Smp#: 7

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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*   1 18-O Perchlorate
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    2 Perchlorate (M)
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Report Date: 23-Jun-2014 11:15:13 Chrom Revision: 2.2  16-May-2014 10:46:48
Manual Integration/User Assign Peak Report

TestAmerica Sacramento

Data File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_009.d

Injection Date: 19-Jun-2014 20:07:39 Instrument ID: A6

Lims ID: STD06                    

Client ID:

Operator ID:  jss ALS Bottle#: 12 Worklist Smp#: 7

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

Column: Detector F1:MRM

    2 Perchlorate, CAS: 14797-73-0

Processing Integration Results

RT:   6.38

Response: 1427061

Amount:    3.274867
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Manual Integration Results

RT:   6.38

Response: 2326038
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Reviewer: strumj, 20-Jun-2014 08:01:56

Audit Action: Manually Integrated

Audit Reason: Peak Not Integrated
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Report Date: 23-Jun-2014 11:15:15 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_010.d

Lims ID: STD07                    

Client ID:

Sample Type: IC Calib Level: 7

Inject. Date: 19-Jun-2014 20:19:34 ALS Bottle#: 13 Worklist Smp#: 8

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: STD7

Misc. Info.: 06192014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140620-13363.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 23-Jun-2014 11:15:15 Calib Date: 19-Jun-2014 20:31:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK011

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.377  6.349  0.028      4496770        10.0  8802

108.7 > 90.9  6.377  6.349  0.028      1388099  3.24(2.30-3.80)  2298

    2 Perchlorate

98.7 > 82.8  6.377  6.363  0.014  1.000      4187110        9.71  8731

100.7 > 84.9  6.377  6.363  0.014  1.000      1310691  3.19(2.30-3.80)  3358
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Report Date: 23-Jun-2014 11:15:15 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_010.d

Injection Date: 19-Jun-2014 20:19:34 Instrument ID: A6

Lims ID: STD07                    

Client ID:

Operator ID:  jss ALS Bottle#: 13 Worklist Smp#: 8

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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Report Date: 23-Jun-2014 11:15:16 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_011.d

Lims ID: STD08                    

Client ID:

Sample Type: IC Calib Level: 8

Inject. Date: 19-Jun-2014 20:31:35 ALS Bottle#: 14 Worklist Smp#: 9

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: STD8

Misc. Info.: 06192014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140620-13363.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 23-Jun-2014 11:15:16 Calib Date: 19-Jun-2014 20:31:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK011

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.377  6.349  0.028      4298127        10.0  5791

108.7 > 90.9  6.377  6.349  0.028      1330370  3.23(2.30-3.80)  2272

    2 Perchlorate

98.7 > 82.8  6.391  6.363  0.028  1.002      8009461        19.4  6022

100.7 > 84.9  6.377  6.363  0.014  1.000      2506208  3.20(2.30-3.80)  5083
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Report Date: 23-Jun-2014 11:15:16 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140620-13363.b\19JUN2014b_011.d

Injection Date: 19-Jun-2014 20:31:35 Instrument ID: A6

Lims ID: STD08                    

Client ID:

Operator ID:  jss ALS Bottle#: 14 Worklist Smp#: 9

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: GC Column: Heated Purge: (Y/N)

LCMS INITIAL CALIBRATION DATA

TestAmerica Sacramento 320-7224-1

A6

Analy Batch No.: 45352

7919Calibration Start Date: Calibration End Date:06/21/2014  14:27

N

06/21/2014  15:39

3.2(mm)Xterra C18 ID:

INTERNAL STANDARD CURVE EVALUATION

Calibration Files:

LEVEL: LAB SAMPLE ID: LAB FILE ID:
1Level STD01 320-45352/3 21JUN2014b_005.d
2Level STD02 320-45352/4 21JUN2014b_006.d
3Level STD03 320-45352/5 21JUN2014b_007.d
4Level STD04 320-45352/6 21JUN2014b_008.d
5Level ICISAV 320-45352/7 21JUN2014b_009.d
6Level STD07 320-45352/8 21JUN2014b_010.d
7Level STD08 320-45352/9 21JUN2014b_011.d

ANALYTE RRF

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CURVE
TYPE

COEFFICIENT

B M1 M2

# %RSD # MAX
%RSD

R^2
OR COD

# MIN R^2
OR COD

MIN RRF

LVL 6 LVL 7

Perchlorate 1.1349 1.1574 0.9877 1.0163 1.0532 Ave 6.2
1.0200 1.0145

15.01.0548

FORM VI 6850

Note: The m1 coefficient is the same as Ave RRF for an Ave curve type.
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: Heated Purge: (Y/N)

LCMS INITIAL CALIBRATION DATA

TestAmerica Sacramento 320-7224-1

A6

Analy Batch No.: 45352

7919Calibration Start Date: Calibration End Date:06/21/2014  14:27

N

06/21/2014  15:39

GC Column: Xterra C18 ID: 3.2(mm)

INTERNAL STANDARD RESPONSE AND CONCENTRATION

Calibration Files:

LEVEL: LAB SAMPLE ID: LAB FILE ID:
Level 1 STD01 320-45352/3 21JUN2014b_005.d
Level 2 STD02 320-45352/4 21JUN2014b_006.d
Level 3 STD03 320-45352/5 21JUN2014b_007.d
Level 4 STD04 320-45352/6 21JUN2014b_008.d
Level 5 ICISAV 320-45352/7 21JUN2014b_009.d
Level 6 STD07 320-45352/8 21JUN2014b_010.d
Level 7 STD08 320-45352/9 21JUN2014b_011.d

ANALYTE CURVE
TYPE

IS
REF

RESPONSE

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CONCENTRATION (NG/ML)

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5
LVL 6 LVL 7 LVL 6 LVL 7

Perchlorate Ave18OP 86019 161210 268819 524780 1522000
4599527 8500301

0.150 0.300 0.500 1.00 5.00
10.0 20.0

Curve Type Legend:
Ave = Average ISTD
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Report Date: 23-Jun-2014 08:04:20 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_005.d

Lims ID: STD01                    

Client ID:

Sample Type: IC Calib Level: 1

Inject. Date: 21-Jun-2014 14:27:52 ALS Bottle#: 8 Worklist Smp#: 3

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: STD1

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13400.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 23-Jun-2014 08:04:20 Calib Date: 21-Jun-2014 15:39:52

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK011

First Level Reviewer: strumj Date: 22-Jun-2014 14:19:25

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      5056216        10.0 25047

108.7 > 90.9  6.377  6.391 -0.014      1587847  3.18(2.30-3.80)  5453

    2 Perchlorate

98.7 > 82.8  6.405  6.405 0.0  1.002        86019      0.1614   332

100.7 > 84.9  6.391  6.405 -0.014  1.000        30057  2.86(2.30-3.80)  65.8
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Report Date: 23-Jun-2014 08:04:20 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_005.d

Injection Date: 21-Jun-2014 14:27:52 Instrument ID: A6

Lims ID: STD01                    

Client ID:

Operator ID:  jss ALS Bottle#: 8 Worklist Smp#: 3

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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Report Date: 23-Jun-2014 08:04:21 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_006.d

Lims ID: STD02                    

Client ID:

Sample Type: IC Calib Level: 2

Inject. Date: 21-Jun-2014 14:39:52 ALS Bottle#: 9 Worklist Smp#: 4

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: STD2

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13400.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 23-Jun-2014 08:04:21 Calib Date: 21-Jun-2014 15:39:52

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK011

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4646118        10.0  74.6

108.7 > 90.9  6.391  6.391 0.0      1584868  2.93(2.30-3.80)  3552

    2 Perchlorate

98.7 > 82.8  6.391  6.405 -0.014  1.000       161210      0.3292   195

100.7 > 84.9  6.391  6.405 -0.014  1.000        51919  3.11(2.30-3.80)   130
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Report Date: 23-Jun-2014 08:04:21 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_006.d

Injection Date: 21-Jun-2014 14:39:52 Instrument ID: A6

Lims ID: STD02                    

Client ID:

Operator ID:  jss ALS Bottle#: 9 Worklist Smp#: 4

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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Report Date: 23-Jun-2014 08:04:21 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_007.d

Lims ID: STD03                    

Client ID:

Sample Type: IC Calib Level: 3

Inject. Date: 21-Jun-2014 14:51:53 ALS Bottle#: 10 Worklist Smp#: 5

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: STD3

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13400.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 23-Jun-2014 08:04:21 Calib Date: 21-Jun-2014 15:39:52

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK011

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      5447281        10.0 13549

108.7 > 90.9  6.377  6.391 -0.014      1700455  3.20(2.30-3.80)  3498

    2 Perchlorate

98.7 > 82.8  6.391  6.405 -0.014  1.000       268819      0.4682   518

100.7 > 84.9  6.405  6.405 0.0  1.002        86024  3.12(2.30-3.80)   267
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Report Date: 23-Jun-2014 08:04:21 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_007.d

Injection Date: 21-Jun-2014 14:51:53 Instrument ID: A6

Lims ID: STD03                    

Client ID:

Operator ID:  jss ALS Bottle#: 10 Worklist Smp#: 5

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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Report Date: 23-Jun-2014 08:04:22 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_008.d

Lims ID: STD04                    

Client ID:

Sample Type: IC Calib Level: 4

Inject. Date: 21-Jun-2014 15:03:54 ALS Bottle#: 11 Worklist Smp#: 6

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: STD4

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13400.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 23-Jun-2014 08:04:22 Calib Date: 21-Jun-2014 15:39:52

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK011

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.405  6.391  0.014      5167362        10.0  9816

108.7 > 90.9  6.391  6.391 0.0      1608919  3.21(2.30-3.80)  3261

    2 Perchlorate

98.7 > 82.8  6.405  6.405 0.0  1.000       524780      0.9634   565

100.7 > 84.9  6.391  6.405 -0.014  0.998       175847  2.98(2.30-3.80)   410
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Report Date: 23-Jun-2014 08:04:22 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_008.d

Injection Date: 21-Jun-2014 15:03:54 Instrument ID: A6

Lims ID: STD04                    

Client ID:

Operator ID:  jss ALS Bottle#: 11 Worklist Smp#: 6

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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Report Date: 23-Jun-2014 08:04:22 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_009.d

Lims ID: STD06                    

Client ID:

Sample Type: IC Calib Level: 6

Inject. Date: 21-Jun-2014 15:15:56 ALS Bottle#: 12 Worklist Smp#: 7

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: STD6

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13400.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 23-Jun-2014 08:04:22 Calib Date: 21-Jun-2014 15:39:52

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK011

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate R

106.7 > 88.9  6.391  6.391 0.0      2892160        10.0  18.4 R

108.7 > 90.9  6.391  6.391 0.0      1470390  1.97(2.30-3.80)  3857

    2 Perchlorate R

98.7 > 82.8  6.391  6.405 -0.014  1.000      1522000        4.99  18.5 R

100.7 > 84.9  6.391  6.405 -0.014  1.000       770002  1.98(2.30-3.80)  1305

QC Flag Legend

Processing Flags

R - Failed Signal Ratio Test
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Report Date: 23-Jun-2014 08:04:22 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_009.d

Injection Date: 21-Jun-2014 15:15:56 Instrument ID: A6

Lims ID: STD06                    

Client ID:

Operator ID:  jss ALS Bottle#: 12 Worklist Smp#: 7

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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Report Date: 23-Jun-2014 08:04:23 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_010.d

Lims ID: STD07                    

Client ID:

Sample Type: IC Calib Level: 7

Inject. Date: 21-Jun-2014 15:27:56 ALS Bottle#: 13 Worklist Smp#: 8

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: STD7

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13400.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 23-Jun-2014 08:04:23 Calib Date: 21-Jun-2014 15:39:52

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK011

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4512455        10.0  6043

108.7 > 90.9  6.391  6.391 0.0      1399471  3.22(2.30-3.80)  3314

    2 Perchlorate

98.7 > 82.8  6.405  6.405 0.0  1.002      4599527        9.67  5116

100.7 > 84.9  6.405  6.405 0.0  1.002      1476588  3.11(2.30-3.80)  1983
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Report Date: 23-Jun-2014 08:04:23 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_010.d

Injection Date: 21-Jun-2014 15:27:56 Instrument ID: A6

Lims ID: STD07                    

Client ID:

Operator ID:  jss ALS Bottle#: 13 Worklist Smp#: 8

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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Report Date: 23-Jun-2014 08:04:24 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Lims ID: STD08                    

Client ID:

Sample Type: IC Calib Level: 8

Inject. Date: 21-Jun-2014 15:39:52 ALS Bottle#: 14 Worklist Smp#: 9

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: STD8

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13400.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 23-Jun-2014 08:04:23 Calib Date: 21-Jun-2014 15:39:52

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK011

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4192228        10.0  6289

108.7 > 90.9  6.391  6.391 0.0      1308207  3.20(2.30-3.80)  7112

    2 Perchlorate

98.7 > 82.8  6.405  6.405 0.0  1.002      8500301        19.2 10746

100.7 > 84.9  6.405  6.405 0.0  1.002      2695796  3.15(2.30-3.80)  5163
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Report Date: 23-Jun-2014 08:04:24 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Injection Date: 21-Jun-2014 15:39:52 Instrument ID: A6

Lims ID: STD08                    

Client ID:

Operator ID:  jss ALS Bottle#: 14 Worklist Smp#: 9

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: GC Column: Heated Purge: (Y/N)

LCMS INITIAL CALIBRATION DATA

TestAmerica Sacramento 320-7224-1

A6

Analy Batch No.: 45355

7923Calibration Start Date: Calibration End Date:06/22/2014  10:49

N

06/22/2014  12:01

3.2(mm)Xterra C18 ID:

INTERNAL STANDARD CURVE EVALUATION

Calibration Files:

LEVEL: LAB SAMPLE ID: LAB FILE ID:
1Level STD01 320-45355/3 22JUN2014a_005.d
2Level STD02 320-45355/4 22JUN2014a_006.d
3Level STD03 320-45355/5 22JUN2014a_007.d
4Level STD04 320-45355/6 22JUN2014a_008.d
5Level ICISAV 320-45355/7 22JUN2014a_009.d
6Level STD07 320-45355/8 22JUN2014a_010.d
7Level STD08 320-45355/9 22JUN2014a_011.d

ANALYTE RRF

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CURVE
TYPE

COEFFICIENT

B M1 M2

# %RSD # MAX
%RSD

R^2
OR COD

# MIN R^2
OR COD

MIN RRF

LVL 6 LVL 7

Perchlorate 1.1023 1.1201 1.0545 1.1139 1.1246 Ave 2.7
1.1027 1.0525

15.01.0958

FORM VI 6850

Note: The m1 coefficient is the same as Ave RRF for an Ave curve type.
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FORM VI

Lab Name: Job No.:

Calibration ID:

SDG No.:

Instrument ID: Heated Purge: (Y/N)

LCMS INITIAL CALIBRATION DATA

TestAmerica Sacramento 320-7224-1

A6

Analy Batch No.: 45355

7923Calibration Start Date: Calibration End Date:06/22/2014  10:49

N

06/22/2014  12:01

GC Column: Xterra C18 ID: 3.2(mm)

INTERNAL STANDARD RESPONSE AND CONCENTRATION

Calibration Files:

LEVEL: LAB SAMPLE ID: LAB FILE ID:
Level 1 STD01 320-45355/3 22JUN2014a_005.d
Level 2 STD02 320-45355/4 22JUN2014a_006.d
Level 3 STD03 320-45355/5 22JUN2014a_007.d
Level 4 STD04 320-45355/6 22JUN2014a_008.d
Level 5 ICISAV 320-45355/7 22JUN2014a_009.d
Level 6 STD07 320-45355/8 22JUN2014a_010.d
Level 7 STD08 320-45355/9 22JUN2014a_011.d

ANALYTE CURVE
TYPE

IS
REF

RESPONSE

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5

CONCENTRATION (NG/ML)

LVL 1 LVL 2 LVL 3 LVL 4 LVL 5
LVL 6 LVL 7 LVL 6 LVL 7

Perchlorate Ave18OP 75022 162557 252678 547531 2305006
4703415 8622734

0.150 0.300 0.500 1.00 5.00
10.0 20.0

Curve Type Legend:
Ave = Average ISTD
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Report Date: 23-Jun-2014 07:51:32 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_005.d

Lims ID: STD01                    

Client ID:

Sample Type: IC Calib Level: 1

Inject. Date: 22-Jun-2014 10:49:38 ALS Bottle#: 8 Worklist Smp#: 3

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: STD1

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 23-Jun-2014 07:51:32 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK011

First Level Reviewer: strumj Date: 22-Jun-2014 14:40:32

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate M

106.7 > 88.9  6.391  6.391 0.0      4540248        10.0  4013 M

108.7 > 90.9  6.391  6.391 0.0      1394177  3.26(2.30-3.80)  4731

    2 Perchlorate

98.7 > 82.8  6.405  6.405 0.0  1.002        75022      0.1509   181

100.7 > 84.9  6.377  6.405 -0.028  0.998        20138  3.73(2.30-3.80)   105

QC Flag Legend

Review Flags

M - Manually Integrated
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Report Date: 23-Jun-2014 07:51:32 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_005.d

Injection Date: 22-Jun-2014 10:49:38 Instrument ID: A6

Lims ID: STD01                    

Client ID:

Operator ID:  jss ALS Bottle#: 8 Worklist Smp#: 3

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate (M)
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Report Date: 23-Jun-2014 07:51:32 Chrom Revision: 2.2  16-May-2014 10:46:48
Manual Integration/User Assign Peak Report

TestAmerica Sacramento

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_005.d

Injection Date: 22-Jun-2014 10:49:38 Instrument ID: A6

Lims ID: STD01                    

Client ID:

Operator ID:  jss ALS Bottle#: 8 Worklist Smp#: 3

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

Column: Detector F1:MRM

*   1 18-O Perchlorate, CAS: 7601-89-0

Processing Integration Results

RT:   6.39

Response: 2828949

Amount:   10.006764
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Manual Integration Results

RT:   6.39

Response: 4540248

Amount:   10.006764
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Reviewer: strumj, 22-Jun-2014 15:02:10

Audit Action: Manually Integrated

Audit Reason: Peak Not Integrated
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Report Date: 23-Jun-2014 07:51:33 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_006.d

Lims ID: STD02                    

Client ID:

Sample Type: IC Calib Level: 2

Inject. Date: 22-Jun-2014 11:01:40 ALS Bottle#: 9 Worklist Smp#: 4

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: STD2

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 23-Jun-2014 07:51:32 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK011

First Level Reviewer: strumj Date: 22-Jun-2014 15:02:14

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4840763        10.0  4838

108.7 > 90.9  6.391  6.391 0.0      1501859  3.22(2.30-3.80)  2044

    2 Perchlorate

98.7 > 82.8  6.405  6.405 0.0  1.002       162557      0.3067   246

100.7 > 84.9  6.405  6.405 0.0  1.002        54598  2.98(2.30-3.80)   141
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Report Date: 23-Jun-2014 07:51:33 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_006.d

Injection Date: 22-Jun-2014 11:01:40 Instrument ID: A6

Lims ID: STD02                    

Client ID:

Operator ID:  jss ALS Bottle#: 9 Worklist Smp#: 4

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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*   1 18-O Perchlorate
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Report Date: 23-Jun-2014 07:51:33 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_007.d

Lims ID: STD03                    

Client ID:

Sample Type: IC Calib Level: 3

Inject. Date: 22-Jun-2014 11:13:35 ALS Bottle#: 10 Worklist Smp#: 5

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: STD3

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 23-Jun-2014 07:51:33 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK011

First Level Reviewer: strumj Date: 22-Jun-2014 15:02:18

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4795581        10.0  5398

108.7 > 90.9  6.391  6.391 0.0      1492544  3.21(2.30-3.80)  2286

    2 Perchlorate

98.7 > 82.8  6.405  6.405 0.0  1.002       252678      0.4812   222

100.7 > 84.9  6.405  6.405 0.0  1.002        81531  3.10(2.30-3.80)   110
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Report Date: 23-Jun-2014 07:51:33 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_007.d

Injection Date: 22-Jun-2014 11:13:35 Instrument ID: A6

Lims ID: STD03                    

Client ID:

Operator ID:  jss ALS Bottle#: 10 Worklist Smp#: 5

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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*   1 18-O Perchlorate
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Report Date: 23-Jun-2014 07:51:33 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_008.d

Lims ID: STD04                    

Client ID:

Sample Type: IC Calib Level: 4

Inject. Date: 22-Jun-2014 11:25:36 ALS Bottle#: 11 Worklist Smp#: 6

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: STD4

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 23-Jun-2014 07:51:33 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK011

First Level Reviewer: strumj Date: 22-Jun-2014 15:02:34

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate M

106.7 > 88.9  6.391  6.391 0.0      4918802        10.0  3793 M

108.7 > 90.9  6.391  6.391 0.0      1532015  3.21(2.30-3.80)  4381

    2 Perchlorate

98.7 > 82.8  6.405  6.405 0.0  1.002       547531        1.02  3157

100.7 > 84.9  6.405  6.405 0.0  1.002       164974  3.32(2.30-3.80)  1904

QC Flag Legend

Review Flags

M - Manually Integrated
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Report Date: 23-Jun-2014 07:51:33 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_008.d

Injection Date: 22-Jun-2014 11:25:36 Instrument ID: A6

Lims ID: STD04                    

Client ID:

Operator ID:  jss ALS Bottle#: 11 Worklist Smp#: 6

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate (M)
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Report Date: 23-Jun-2014 07:51:33 Chrom Revision: 2.2  16-May-2014 10:46:48
Manual Integration/User Assign Peak Report

TestAmerica Sacramento

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_008.d

Injection Date: 22-Jun-2014 11:25:36 Instrument ID: A6

Lims ID: STD04                    

Client ID:

Operator ID:  jss ALS Bottle#: 11 Worklist Smp#: 6

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

Column: Detector F1:MRM

*   1 18-O Perchlorate, CAS: 7601-89-0

Processing Integration Results

RT:   6.39

Response: 3054765

Amount:   10.006764
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Manual Integration Results

RT:   6.39

Response: 4918802

Amount:   10.006764
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Reviewer: strumj, 22-Jun-2014 15:02:34

Audit Action: Manually Integrated

Audit Reason: Peak Not Integrated
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Report Date: 23-Jun-2014 07:51:34 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_009.d

Lims ID: STD06                    

Client ID:

Sample Type: IC Calib Level: 6

Inject. Date: 22-Jun-2014 11:37:32 ALS Bottle#: 12 Worklist Smp#: 7

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: STD6

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 23-Jun-2014 07:51:34 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK011

First Level Reviewer: strumj Date: 22-Jun-2014 15:02:39

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4102189        10.0  7159

108.7 > 90.9  6.391  6.391 0.0      1270415  3.23(2.30-3.80)  3527

    2 Perchlorate

98.7 > 82.8  6.405  6.405 0.0  1.002      2305006        5.13  3619

100.7 > 84.9  6.405  6.405 0.0  1.002       747703  3.08(2.30-3.80)  1235
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Report Date: 23-Jun-2014 07:51:34 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_009.d

Injection Date: 22-Jun-2014 11:37:32 Instrument ID: A6

Lims ID: STD06                    

Client ID:

Operator ID:  jss ALS Bottle#: 12 Worklist Smp#: 7

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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Report Date: 23-Jun-2014 07:51:35 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_010.d

Lims ID: STD07                    

Client ID:

Sample Type: IC Calib Level: 7

Inject. Date: 22-Jun-2014 11:49:34 ALS Bottle#: 13 Worklist Smp#: 8

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: STD7

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 23-Jun-2014 07:51:35 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK011

First Level Reviewer: strumj Date: 22-Jun-2014 15:02:43

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4268290        10.0  8643

108.7 > 90.9  6.391  6.391 0.0      1289502  3.31(2.30-3.80)  1498

    2 Perchlorate

98.7 > 82.8  6.405  6.405 0.0  1.002      4703415        10.1  5731

100.7 > 84.9  6.405  6.405 0.0  1.002      1493495  3.15(2.30-3.80)  2325
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Report Date: 23-Jun-2014 07:51:35 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_010.d

Injection Date: 22-Jun-2014 11:49:34 Instrument ID: A6

Lims ID: STD07                    

Client ID:

Operator ID:  jss ALS Bottle#: 13 Worklist Smp#: 8

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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*   1 18-O Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

7

14

21

28

35

42

49

Y
 (

 X
1

0
0

0
)

F1:m/z 108.7 > 90.9:Moving7PtAverage_x10

  
6

.3
9

1

    2 Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

3

6

9

12

15

18

21

Y
 (

 X
1

0
0

0
0

)

F1:m/z 98.7 > 82.8:Moving7PtAverage_x10

  
6

.4
0

5

    2 Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

9

18

27

36

45

54

63

Y
 (

 X
1

0
0

0
)

F1:m/z 100.7 > 84.9:Moving7PtAverage_x10

  
6

.4
0

5

06/25/2014Page 160 of 304



Report Date: 23-Jun-2014 07:51:35 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Lims ID: STD08                    

Client ID:

Sample Type: IC Calib Level: 8

Inject. Date: 22-Jun-2014 12:01:35 ALS Bottle#: 14 Worklist Smp#: 9

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: STD8

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 23-Jun-2014 07:51:35 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK011

First Level Reviewer: strumj Date: 22-Jun-2014 15:02:47

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.405  6.391  0.014      4099280        10.0  4698

108.7 > 90.9  6.405  6.391  0.014      1281325  3.20(2.30-3.80)  4093

    2 Perchlorate

98.7 > 82.8  6.405  6.405 0.0  1.000      8622734        19.2  9823

100.7 > 84.9  6.405  6.405 0.0  1.000      2783810  3.10(2.30-3.80)  5240

06/25/2014Page 161 of 304



Report Date: 23-Jun-2014 07:51:35 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Injection Date: 22-Jun-2014 12:01:35 Instrument ID: A6

Lims ID: STD08                    

Client ID:

Operator ID:  jss ALS Bottle#: 14 Worklist Smp#: 9

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

3

6

9

12

15

Y
 (

 X
1

0
0

0
0

)

F1:m/z 106.7 > 88.9:Moving7PtAverage_x10
  
6

.4
0

5

*   1 18-O Perchlorate
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    2 Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

5

10

15

20

25

30

35

Y
 (

 X
1

0
0

0
0

)

F1:m/z 98.7 > 82.8:Moving7PtAverage_x10

  
6

.4
0

5

    2 Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

2

4

6

8

10

12

Y
 (

 X
1

0
0

0
0

)

F1:m/z 100.7 > 84.9:Moving7PtAverage_x10

  
6

.4
0

5

06/25/2014Page 162 of 304



FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

LCMS CONTINUING CALIBRATION DATA

3.20(mm)

320-7224-1

A6

06/21/2014  16:03

06/21/2014  14:27

06/21/2014  15:39

ICV 320-45352/11

Xterra C18

TestAmerica Sacramento

Lab File ID: 21JUN2014b_013.d Conc. Units: ng/mL

ANALYTE CURVE CALC SPIKE %D MAX

TYPE AMOUNT AMOUNT %D

AVE RRF RRF MIN RRF

Perchlorate 1.0321.055 4.89 5.00 -2.1 15.0Ave

FORM VII 6850
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Report Date: 24-Jun-2014 15:53:39 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_013.d

Lims ID: ICV                      

Client ID:

Sample Type: ICV

Inject. Date: 21-Jun-2014 16:03:47 ALS Bottle#: 15 Worklist Smp#: 11

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: icv

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist:

Method: \\Sacchrom\ChromData\A6\20140622-13400.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:53:39 Calib Date: 21-Jun-2014 15:39:52

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 22-Jun-2014 14:21:06

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4640006        10.0  8296

108.7 > 90.9  6.391  6.391 0.0      1445987  3.21(2.30-3.80)  2364

    2 Perchlorate

98.7 > 82.8  6.405  6.405 0.0  1.002      2393331        4.89  1704

100.7 > 84.9  6.391  6.405 -0.014  1.000       772818  3.10(2.30-3.80)  1244
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Report Date: 24-Jun-2014 15:53:39 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_013.d

Injection Date: 21-Jun-2014 16:03:47 Instrument ID: A6

Lims ID: ICV                      

Client ID:

Operator ID:  jss ALS Bottle#: 15 Worklist Smp#: 11

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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3.1 4.3 5.5 6.7 7.9
Min

0

10

20

30

40

50

60

70

Y
 (

 X
1

0
0

0
)

F1:m/z 108.7 > 90.9:Moving7PtAverage_x10

  
6

.3
9

1

    2 Perchlorate (M)
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

LCMS CONTINUING CALIBRATION DATA

3.20(mm)

320-7224-1

A6

06/21/2014  16:15

06/21/2014  14:27

06/21/2014  15:39

CCV 320-45352/12

Xterra C18

TestAmerica Sacramento

Lab File ID: 21JUN2014b_014.d Conc. Units: ng/mL

ANALYTE CURVE CALC SPIKE %D MAX

TYPE AMOUNT AMOUNT %D

AVE RRF RRF MIN RRF

Perchlorate 1.0171.055 4.82 5.00 -3.6 15.0Ave

FORM VII 6850
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Report Date: 24-Jun-2014 15:53:40 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_014.d

Lims ID: CCV L6                   

Client ID:

Sample Type: CCV

Inject. Date: 21-Jun-2014 16:15:49 ALS Bottle#: 12 Worklist Smp#: 12

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ccv L6

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13400.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:53:40 Calib Date: 21-Jun-2014 15:39:52

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 22-Jun-2014 14:22:19

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4665852        10.0  3883

108.7 > 90.9  6.391  6.391 0.0      1470981  3.17(2.30-3.80)  3569

    2 Perchlorate

98.7 > 82.8  6.405  6.405 0.0  1.002      2370866        4.82  4022

100.7 > 84.9  6.405  6.405 0.0  1.002       757552  3.13(2.30-3.80)  1370
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Report Date: 24-Jun-2014 15:53:40 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_014.d

Injection Date: 21-Jun-2014 16:15:49 Instrument ID: A6

Lims ID: CCV L6                   

Client ID:

Operator ID:  jss ALS Bottle#: 12 Worklist Smp#: 12

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

3

6

9

12

15

18

21

Y
 (

 X
1

0
0

0
0

)

F1:m/z 106.7 > 88.9:Moving7PtAverage_x10
  
6

.3
9

1

*   1 18-O Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

8

16

24

32

40

48

56

64

Y
 (

 X
1

0
0

0
)

F1:m/z 108.7 > 90.9:Moving7PtAverage_x10

  
6

.3
9

1

    2 Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

2

4

6

8

10

Y
 (

 X
1

0
0

0
0

)

F1:m/z 98.7 > 82.8:Moving7PtAverage_x10

  
6

.4
0

5

    2 Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

5

10

15

20

25

30

35

Y
 (

 X
1

0
0

0
)

F1:m/z 100.7 > 84.9:Moving7PtAverage_x10

  
6

.4
0

5

06/25/2014Page 168 of 304



FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

LCMS CONTINUING CALIBRATION DATA

3.20(mm)

320-7224-1

A6

06/21/2014  16:27

06/21/2014  14:27

06/21/2014  15:39

CCVL 320-45352/13

Xterra C18

TestAmerica Sacramento

Lab File ID: 21JUN2014b_015.d Conc. Units: ng/mL

ANALYTE CURVE CALC SPIKE %D MAX

TYPE AMOUNT AMOUNT %D

AVE RRF RRF MIN RRF

Perchlorate 1.0011.055 0.475 0.500 -5.1 50.0Ave

FORM VII 6850
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Report Date: 24-Jun-2014 15:53:40 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_015.d

Lims ID: CCVL                     

Client ID:

Sample Type: CCVL

Inject. Date: 21-Jun-2014 16:27:49 ALS Bottle#: 10 Worklist Smp#: 13

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ccvl

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13400.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:53:40 Calib Date: 21-Jun-2014 15:39:52

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 22-Jun-2014 14:22:29

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4929754        10.0  3522

108.7 > 90.9  6.377  6.391 -0.014      1528828  3.22(2.30-3.80)  2381

    2 Perchlorate

98.7 > 82.8  6.391  6.405 -0.014  1.000       246682      0.4747   306

100.7 > 84.9  6.391  6.405 -0.014  1.000        83054  2.97(2.30-3.80)   150
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Report Date: 24-Jun-2014 15:53:40 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_015.d

Injection Date: 21-Jun-2014 16:27:49 Instrument ID: A6

Lims ID: CCVL                     

Client ID:

Operator ID:  jss ALS Bottle#: 10 Worklist Smp#: 13

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

LCMS CONTINUING CALIBRATION DATA

3.20(mm)

320-7224-1

A6

06/21/2014  19:15

06/21/2014  14:27

06/21/2014  15:39

CCV 320-45352/27

Xterra C18

TestAmerica Sacramento

Lab File ID: 21JUN2014b_029.d Conc. Units: ng/mL

ANALYTE CURVE CALC SPIKE %D MAX

TYPE AMOUNT AMOUNT %D

AVE RRF RRF MIN RRF

Perchlorate 1.0671.055 5.06 5.00 1.1 15.0Ave

FORM VII 6850
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Report Date: 24-Jun-2014 15:53:46 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_029.d

Lims ID: CCV L6                   

Client ID:

Sample Type: CCV

Inject. Date: 21-Jun-2014 19:15:45 ALS Bottle#: 16 Worklist Smp#: 27

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ccv L6

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13400.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:53:46 Calib Date: 21-Jun-2014 15:39:52

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 22-Jun-2014 14:24:26

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4508707        10.0 11884

108.7 > 90.9  6.391  6.391 0.0      1415447  3.19(2.30-3.80)  2283

    2 Perchlorate

98.7 > 82.8  6.391  6.405 -0.014  1.000      2402679        5.06  4091

100.7 > 84.9  6.391  6.405 -0.014  1.000       779468  3.08(2.30-3.80)  1936
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Report Date: 24-Jun-2014 15:53:46 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_029.d

Injection Date: 21-Jun-2014 19:15:45 Instrument ID: A6

Lims ID: CCV L6                   

Client ID:

Operator ID:  jss ALS Bottle#: 16 Worklist Smp#: 27

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

LCMS CONTINUING CALIBRATION DATA

3.20(mm)

320-7224-1

A6

06/21/2014  22:03

06/21/2014  14:27

06/21/2014  15:39

CCV 320-45352/41

Xterra C18

TestAmerica Sacramento

Lab File ID: 21JUN2014b_043.d Conc. Units: ng/mL

ANALYTE CURVE CALC SPIKE %D MAX

TYPE AMOUNT AMOUNT %D

AVE RRF RRF MIN RRF

Perchlorate 1.1281.055 1.07 1.00 7.0 15.0Ave

FORM VII 6850
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Report Date: 24-Jun-2014 15:53:51 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_043.d

Lims ID: CCV L4                   

Client ID:

Sample Type: CCV

Inject. Date: 21-Jun-2014 22:03:25 ALS Bottle#: 7 Worklist Smp#: 41

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ccv L4

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13400.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:53:51 Calib Date: 21-Jun-2014 15:39:52

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 22-Jun-2014 14:24:46

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4380883        10.0 37120

108.7 > 90.9  6.377  6.391 -0.014      1346442  3.25(2.30-3.80)  5040

    2 Perchlorate

98.7 > 82.8  6.391  6.405 -0.014  1.000       493962        1.07  1669

100.7 > 84.9  6.391  6.405 -0.014  1.000       140750  3.51(2.30-3.80)  2413
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Report Date: 24-Jun-2014 15:53:51 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_043.d

Injection Date: 21-Jun-2014 22:03:25 Instrument ID: A6

Lims ID: CCV L4                   

Client ID:

Operator ID:  jss ALS Bottle#: 7 Worklist Smp#: 41

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

LCMS CONTINUING CALIBRATION DATA

3.20(mm)

320-7224-1

A6

06/22/2014  00:51

06/21/2014  14:27

06/21/2014  15:39

CCV 320-45352/55

Xterra C18

TestAmerica Sacramento

Lab File ID: 21JUN2014b_057.d Conc. Units: ng/mL

ANALYTE CURVE CALC SPIKE %D MAX

TYPE AMOUNT AMOUNT %D

AVE RRF RRF MIN RRF

Perchlorate 1.1221.055 5.32 5.00 6.3 15.0Ave

FORM VII 6850
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Report Date: 24-Jun-2014 15:53:56 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_057.d

Lims ID: CCV L6                   

Client ID:

Sample Type: CCV

Inject. Date: 22-Jun-2014 00:51:18 ALS Bottle#: 16 Worklist Smp#: 55

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ccv L6

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13400.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:53:56 Calib Date: 21-Jun-2014 15:39:52

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.405  6.391  0.014      4293688        10.0  4700

108.7 > 90.9  6.391  6.391 0.0      1293967  3.32(2.30-3.80)  1228

    2 Perchlorate

98.7 > 82.8  6.405  6.405 0.0  1.000      2406256        5.32  2381

100.7 > 84.9  6.405  6.405 0.0  1.000       770274  3.12(2.30-3.80)  1074
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Report Date: 24-Jun-2014 15:53:56 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_057.d

Injection Date: 22-Jun-2014 00:51:18 Instrument ID: A6

Lims ID: CCV L6                   

Client ID:

Operator ID:  jss ALS Bottle#: 16 Worklist Smp#: 55

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

LCMS CONTINUING CALIBRATION DATA

3.20(mm)

320-7224-1

A6

06/22/2014  03:39

06/21/2014  14:27

06/21/2014  15:39

CCVL 320-45352/69

Xterra C18

TestAmerica Sacramento

Lab File ID: 21JUN2014b_071.d Conc. Units: ng/mL

ANALYTE CURVE CALC SPIKE %D MAX

TYPE AMOUNT AMOUNT %D

AVE RRF RRF MIN RRF

Perchlorate 1.0901.055 0.517 0.500 3.3 50.0Ave

FORM VII 6850
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Report Date: 24-Jun-2014 15:54:02 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_071.d

Lims ID: CCVL                     

Client ID:

Sample Type: CCVL

Inject. Date: 22-Jun-2014 03:39:26 ALS Bottle#: 6 Worklist Smp#: 69

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ccvl

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13400.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:54:02 Calib Date: 21-Jun-2014 15:39:52

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.405  6.391  0.014      4686516        10.0  8450

108.7 > 90.9  6.391  6.391 0.0      1479753  3.17(2.30-3.80)  3912

    2 Perchlorate

98.7 > 82.8  6.405  6.405 0.0  1.000       255205      0.5166   423

100.7 > 84.9  6.405  6.405 0.0  1.000        84003  3.04(2.30-3.80)   174
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Report Date: 24-Jun-2014 15:54:02 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_071.d

Injection Date: 22-Jun-2014 03:39:26 Instrument ID: A6

Lims ID: CCVL                     

Client ID:

Operator ID:  jss ALS Bottle#: 6 Worklist Smp#: 69

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

3

6

9

12

15

18

21

Y
 (

 X
1

0
0

0
0

)

F1:m/z 106.7 > 88.9:Moving7PtAverage_x10
  
6

.4
0

5

*   1 18-O Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

9

18

27

36

45

54

63

Y
 (

 X
1

0
0

0
)

F1:m/z 108.7 > 90.9:Moving7PtAverage_x10

  
6

.3
9

1

    2 Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

2

4

6

8

10

12

14

Y
 (

 X
1

0
0

0
)

F1:m/z 98.7 > 82.8:Moving7PtAverage_x10

  
6

.4
0

5

    2 Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

6

12

18

24

30

36

42

Y
 (

 X
1

0
0

)

F1:m/z 100.7 > 84.9:Moving7PtAverage_x10

  
6

.4
0

5

06/25/2014Page 183 of 304



FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

LCMS CONTINUING CALIBRATION DATA

3.20(mm)

320-7224-1

A6

06/22/2014  12:25

06/22/2014  10:49

06/22/2014  12:01

ICV 320-45355/11

Xterra C18

TestAmerica Sacramento

Lab File ID: 22JUN2014a_013.d Conc. Units: ng/mL

ANALYTE CURVE CALC SPIKE %D MAX

TYPE AMOUNT AMOUNT %D

AVE RRF RRF MIN RRF

Perchlorate 1.0841.096 4.95 5.00 -1.1 15.0Ave

FORM VII 6850

06/25/2014Page 184 of 304



Report Date: 24-Jun-2014 15:55:34 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_013.d

Lims ID: ICV                      

Client ID:

Sample Type: ICV

Inject. Date: 22-Jun-2014 12:25:38 ALS Bottle#: 15 Worklist Smp#: 11

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: icv

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist:

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:34 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 22-Jun-2014 14:41:43

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4655944        10.0 25804

108.7 > 90.9  6.391  6.391 0.0      1455737  3.20(2.30-3.80)  9718

    2 Perchlorate M

98.7 > 82.8  6.391  6.405 -0.014  1.000      2521476        4.95  2278 M

100.7 > 84.9  6.405  6.405 0.0  1.002       817827  3.08(2.30-3.80)  2506

QC Flag Legend

Review Flags

M - Manually Integrated
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Report Date: 24-Jun-2014 15:55:34 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_013.d

Injection Date: 22-Jun-2014 12:25:38 Instrument ID: A6

Lims ID: ICV                      

Client ID:

Operator ID:  jss ALS Bottle#: 15 Worklist Smp#: 11

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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Report Date: 24-Jun-2014 15:55:34 Chrom Revision: 2.2  16-May-2014 10:46:48
Manual Integration/User Assign Peak Report

TestAmerica Sacramento

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_013.d

Injection Date: 22-Jun-2014 12:25:38 Instrument ID: A6

Lims ID: ICV                      

Client ID:

Operator ID:  jss ALS Bottle#: 15 Worklist Smp#: 11

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

Column: Detector F1:MRM

    2 Perchlorate, CAS: 14797-73-0

Processing Integration Results

RT:   6.39

Response: 1586510

Amount:    2.994452
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Manual Integration Results

RT:   6.39

Response: 2521476

Amount:    4.945530
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Reviewer: strumj, 22-Jun-2014 14:41:43

Audit Action: Manually Integrated

Audit Reason: Peak Not Integrated
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

LCMS CONTINUING CALIBRATION DATA

3.20(mm)

320-7224-1

A6

06/22/2014  12:37

06/22/2014  10:49

06/22/2014  12:01

CCV 320-45355/12

Xterra C18

TestAmerica Sacramento

Lab File ID: 22JUN2014a_014.d Conc. Units: ng/mL

ANALYTE CURVE CALC SPIKE %D MAX

TYPE AMOUNT AMOUNT %D

AVE RRF RRF MIN RRF

Perchlorate 1.1011.096 5.03 5.00 0.5 15.0Ave

FORM VII 6850
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Report Date: 24-Jun-2014 15:55:35 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_014.d

Lims ID: CCV L6                   

Client ID:

Sample Type: CCV

Inject. Date: 22-Jun-2014 12:37:39 ALS Bottle#: 12 Worklist Smp#: 12

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ccv L6

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:35 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 22-Jun-2014 14:42:01

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4265405        10.0  6734

108.7 > 90.9  6.391  6.391 0.0      1321831  3.23(2.30-3.80)  3158

    2 Perchlorate

98.7 > 82.8  6.391  6.405 -0.014  1.000      2347507        5.03  1525

100.7 > 84.9  6.391  6.405 -0.014  1.000       775042  3.03(2.30-3.80)  1078
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Report Date: 24-Jun-2014 15:55:35 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_014.d

Injection Date: 22-Jun-2014 12:37:39 Instrument ID: A6

Lims ID: CCV L6                   

Client ID:

Operator ID:  jss ALS Bottle#: 12 Worklist Smp#: 12

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

LCMS CONTINUING CALIBRATION DATA

3.20(mm)

320-7224-1

A6

06/22/2014  12:49

06/22/2014  10:49

06/22/2014  12:01

CCVL 320-45355/13

Xterra C18

TestAmerica Sacramento

Lab File ID: 22JUN2014a_015.d Conc. Units: ng/mL

ANALYTE CURVE CALC SPIKE %D MAX

TYPE AMOUNT AMOUNT %D

AVE RRF RRF MIN RRF

Perchlorate 1.1061.096 0.505 0.500 0.9 50.0Ave

FORM VII 6850
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Report Date: 24-Jun-2014 15:55:35 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_015.d

Lims ID: CCVL                     

Client ID:

Sample Type: CCVL

Inject. Date: 22-Jun-2014 12:49:40 ALS Bottle#: 10 Worklist Smp#: 13

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ccvl

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:35 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 22-Jun-2014 14:42:23

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4892225        10.0  7505

108.7 > 90.9  6.391  6.391 0.0      1510232  3.24(2.30-3.80)  1482

    2 Perchlorate

98.7 > 82.8  6.405  6.405 0.0  1.002       270383      0.5047   511

100.7 > 84.9  6.391  6.405 -0.014  1.000        93130  2.90(2.30-3.80)   146
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Report Date: 24-Jun-2014 15:55:35 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_015.d

Injection Date: 22-Jun-2014 12:49:40 Instrument ID: A6

Lims ID: CCVL                     

Client ID:

Operator ID:  jss ALS Bottle#: 10 Worklist Smp#: 13

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

LCMS CONTINUING CALIBRATION DATA

3.20(mm)

320-7224-1

A6

06/22/2014  15:56

06/22/2014  10:49

06/22/2014  12:01

CCV 320-45355/27

Xterra C18

TestAmerica Sacramento

Lab File ID: 22JUN2014a_031.d Conc. Units: ng/mL

ANALYTE CURVE CALC SPIKE %D MAX

TYPE AMOUNT AMOUNT %D

AVE RRF RRF MIN RRF

Perchlorate 1.0181.096 4.65 5.00 -7.1 15.0Ave

FORM VII 6850
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Report Date: 24-Jun-2014 15:55:41 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_031.d

Lims ID: CCV L6                   

Client ID:

Sample Type: CCV

Inject. Date: 22-Jun-2014 15:56:53 ALS Bottle#: 16 Worklist Smp#: 27

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ccv L6

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:41 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 23-Jun-2014 07:21:44

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4453658        10.0 13907

108.7 > 90.9  6.391  6.391 0.0      1406569  3.17(2.30-3.80)  2411

    2 Perchlorate

98.7 > 82.8  6.391  6.405 -0.014  1.000      2266415        4.65  2511

100.7 > 84.9  6.391  6.405 -0.014  1.000       751193  3.02(2.30-3.80)  1359
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Report Date: 24-Jun-2014 15:55:41 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_031.d

Injection Date: 22-Jun-2014 15:56:53 Instrument ID: A6

Lims ID: CCV L6                   

Client ID:

Operator ID:  jss ALS Bottle#: 16 Worklist Smp#: 27

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

3

6

9

12

15

18

21

Y
 (

 X
1

0
0

0
0

)

F1:m/z 106.7 > 88.9:Moving7PtAverage_x10
  
6

.3
9

1

*   1 18-O Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

9

18

27

36

45

54

63

Y
 (

 X
1

0
0

0
)

F1:m/z 108.7 > 90.9:Moving7PtAverage_x10

  
6

.3
9

1

    2 Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

2

4

6

8

10

12

Y
 (

 X
1

0
0

0
0

)

F1:m/z 98.7 > 82.8:Moving7PtAverage_x10

  
6

.3
9

1

    2 Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

5

10

15

20

25

30

35

Y
 (

 X
1

0
0

0
)

F1:m/z 100.7 > 84.9:Moving7PtAverage_x10

  
6

.3
9

1

06/25/2014Page 196 of 304



FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

LCMS CONTINUING CALIBRATION DATA

3.20(mm)

320-7224-1

A6

06/22/2014  19:03

06/22/2014  10:49

06/22/2014  12:01

CCV 320-45355/41

Xterra C18

TestAmerica Sacramento

Lab File ID: 22JUN2014a_047.d Conc. Units: ng/mL

ANALYTE CURVE CALC SPIKE %D MAX

TYPE AMOUNT AMOUNT %D

AVE RRF RRF MIN RRF

Perchlorate 0.9971.096 0.910 1.00 -9.0 15.0Ave

FORM VII 6850
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Report Date: 24-Jun-2014 15:55:46 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_047.d

Lims ID: CCV L4                   

Client ID:

Sample Type: CCV

Inject. Date: 22-Jun-2014 19:03:51 ALS Bottle#: 7 Worklist Smp#: 41

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ccv L4

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:46 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 23-Jun-2014 07:21:59

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4314702        10.0  6077

108.7 > 90.9  6.391  6.391 0.0      1331385  3.24(2.30-3.80)  2441

    2 Perchlorate

98.7 > 82.8  6.405  6.405 0.0  1.002       430086      0.9103   438

100.7 > 84.9  6.391  6.405 -0.014  1.000       144961  2.97(2.30-3.80)   453
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Report Date: 24-Jun-2014 15:55:46 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_047.d

Injection Date: 22-Jun-2014 19:03:51 Instrument ID: A6

Lims ID: CCV L4                   

Client ID:

Operator ID:  jss ALS Bottle#: 7 Worklist Smp#: 41

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

LCMS CONTINUING CALIBRATION DATA

3.20(mm)

320-7224-1

A6

06/22/2014  22:10

06/22/2014  10:49

06/22/2014  12:01

CCV 320-45355/55

Xterra C18

TestAmerica Sacramento

Lab File ID: 22JUN2014a_063.d Conc. Units: ng/mL

ANALYTE CURVE CALC SPIKE %D MAX

TYPE AMOUNT AMOUNT %D

AVE RRF RRF MIN RRF

Perchlorate 1.0931.096 4.99 5.00 -0.3 15.0Ave

FORM VII 6850
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Report Date: 24-Jun-2014 15:55:52 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_063.d

Lims ID: CCV L6                   

Client ID:

Sample Type: CCV

Inject. Date: 22-Jun-2014 22:10:54 ALS Bottle#: 16 Worklist Smp#: 55

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ccv L6

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:52 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 23-Jun-2014 07:22:24

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      2923801        10.0  4204

108.7 > 90.9  6.391  6.391 0.0       893621  3.27(2.30-3.80)  2042

    2 Perchlorate

98.7 > 82.8  6.405  6.405 0.0  1.002      1596497        4.99  2410

100.7 > 84.9  6.391  6.405 -0.014  1.000       516295  3.09(2.30-3.80)   914
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Report Date: 24-Jun-2014 15:55:52 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_063.d

Injection Date: 22-Jun-2014 22:10:54 Instrument ID: A6

Lims ID: CCV L6                   

Client ID:

Operator ID:  jss ALS Bottle#: 16 Worklist Smp#: 55

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

LCMS CONTINUING CALIBRATION DATA

3.20(mm)

320-7224-1

A6

06/23/2014  01:18

06/22/2014  10:49

06/22/2014  12:01

CCVL 320-45355/69

Xterra C18

TestAmerica Sacramento

Lab File ID: 22JUN2014a_079.d Conc. Units: ng/mL

ANALYTE CURVE CALC SPIKE %D MAX

TYPE AMOUNT AMOUNT %D

AVE RRF RRF MIN RRF

Perchlorate 1.0701.096 0.488 0.500 -2.4 50.0Ave

FORM VII 6850
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Report Date: 24-Jun-2014 15:55:58 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_079.d

Lims ID: CCVL                     

Client ID:

Sample Type: CCVL

Inject. Date: 23-Jun-2014 01:18:10 ALS Bottle#: 6 Worklist Smp#: 69

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ccvl

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:58 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 23-Jun-2014 07:22:43

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.405  6.391  0.014      4285930        10.0  4905

108.7 > 90.9  6.405  6.391  0.014      1341469  3.19(2.30-3.80)  3007

    2 Perchlorate

98.7 > 82.8  6.419  6.405  0.014  1.002       229150      0.4882   349

100.7 > 84.9  6.419  6.405  0.014  1.002        74110  3.09(2.30-3.80)   121
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Report Date: 24-Jun-2014 15:55:58 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_079.d

Injection Date: 23-Jun-2014 01:18:10 Instrument ID: A6

Lims ID: CCVL                     

Client ID:

Operator ID:  jss ALS Bottle#: 6 Worklist Smp#: 69

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

LCMS CONTINUING CALIBRATION DATA

3.20(mm)

320-7224-1

A6

06/23/2014  16:17

06/22/2014  10:49

06/22/2014  12:01

CCV 320-45355/101

Xterra C18

TestAmerica Sacramento

Lab File ID: 23JUN2014a_001.d Conc. Units: ng/mL

ANALYTE CURVE CALC SPIKE %D MAX

TYPE AMOUNT AMOUNT %D

AVE RRF RRF MIN RRF

Perchlorate 0.93531.096 4.27 5.00 -14.6 15.0Ave

FORM VII 6850
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Report Date: 24-Jun-2014 15:55:59 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\23JUN2014a_001.d

Lims ID: CCV L6                   

Client ID:

Sample Type: CCV

Inject. Date: 23-Jun-2014 16:17:22 ALS Bottle#: 12 Worklist Smp#: 101

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ccv L6

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:59 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 24-Jun-2014 05:25:11

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.401  6.391  0.010      4457467        10.0  5716

108.7 > 90.9  6.401  6.391  0.010      1389768  3.21(2.30-3.80)  4659

    2 Perchlorate

98.7 > 82.8  6.415  6.405  0.010  1.002      2083172        4.27  3635

100.7 > 84.9  6.401  6.405 -0.004  1.000       628009  3.32(2.30-3.80)  2354
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Report Date: 24-Jun-2014 15:55:59 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\23JUN2014a_001.d

Injection Date: 23-Jun-2014 16:17:22 Instrument ID: A6

Lims ID: CCV L6                   

Client ID:

Operator ID:  jss ALS Bottle#: 12 Worklist Smp#: 101

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

LCMS CONTINUING CALIBRATION DATA

3.20(mm)

320-7224-1

A6

06/23/2014  17:17

06/22/2014  10:49

06/22/2014  12:01

CCV 320-45355/107

Xterra C18

TestAmerica Sacramento

Lab File ID: 23JUN2014a_006.d Conc. Units: ng/mL

ANALYTE CURVE CALC SPIKE %D MAX

TYPE AMOUNT AMOUNT %D

AVE RRF RRF MIN RRF

Perchlorate 1.0911.096 0.996 1.00 -0.4 15.0Ave

FORM VII 6850
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Report Date: 24-Jun-2014 15:56:01 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\23JUN2014a_006.d

Lims ID: CCV L4                   

Client ID:

Sample Type: CCV

Inject. Date: 23-Jun-2014 17:17:21 ALS Bottle#: 7 Worklist Smp#: 107

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ccv L4

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:56:01 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 24-Jun-2014 05:23:29

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4211249        10.0 11069

108.7 > 90.9  6.391  6.391 0.0      1301418  3.24(2.30-3.80)  2624

    2 Perchlorate

98.7 > 82.8  6.405  6.405 0.0  1.002       459162        1.00   457

100.7 > 84.9  6.405  6.405 0.0  1.002       148683  3.09(2.30-3.80)   192
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Report Date: 24-Jun-2014 15:56:01 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\23JUN2014a_006.d

Injection Date: 23-Jun-2014 17:17:21 Instrument ID: A6

Lims ID: CCV L4                   

Client ID:

Operator ID:  jss ALS Bottle#: 7 Worklist Smp#: 107

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM VII

Lab Name: Job No.:

SDG No.:

Instrument ID:

Calibration Date:

Calib Start Date:

Lab Sample ID:

Calib End Date:GC Column: ID:

LCMS CONTINUING CALIBRATION DATA

3.20(mm)

320-7224-1

A6

06/23/2014  17:29

06/22/2014  10:49

06/22/2014  12:01

CCVL 320-45355/108

Xterra C18

TestAmerica Sacramento

Lab File ID: 23JUN2014a_007.d Conc. Units: ng/mL

ANALYTE CURVE CALC SPIKE %D MAX

TYPE AMOUNT AMOUNT %D

AVE RRF RRF MIN RRF

Perchlorate 1.1501.096 0.525 0.500 4.9 50.0Ave

FORM VII 6850
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Report Date: 24-Jun-2014 15:56:02 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\23JUN2014a_007.d

Lims ID: CCVL                     

Client ID:

Sample Type: CCVL

Inject. Date: 23-Jun-2014 17:29:23 ALS Bottle#: 6 Worklist Smp#: 108

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ccvl

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist: chrom-6850_A6*sub1

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:56:02 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 24-Jun-2014 05:23:44

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.405  6.391  0.014      4234820        10.0  8471

108.7 > 90.9  6.405  6.391  0.014      1313794  3.22(2.30-3.80)  1520

    2 Perchlorate

98.7 > 82.8  6.405  6.405 0.0  1.000       243319      0.5247   275

100.7 > 84.9  6.391  6.405 -0.014  0.998        71452  3.41(2.30-3.80)   108
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Report Date: 24-Jun-2014 15:56:02 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\23JUN2014a_007.d

Injection Date: 23-Jun-2014 17:29:23 Instrument ID: A6

Lims ID: CCVL                     

Client ID:

Operator ID:  jss ALS Bottle#: 6 Worklist Smp#: 108

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-7224-1

Lab Sample ID: MB 320-41549/1-A

Matrix: 21JUN2014b_017.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/21/2014  16:51

10.00(mL)

150(uL)

Sample wt/vol: 3.00(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45352 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

5.0 0.1514797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:53:41 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_017.d

Lims ID: MB 320-41549/1-A         

Client ID:

Sample Type: MB

Inject. Date: 21-Jun-2014 16:51:43 ALS Bottle#: 1 Worklist Smp#: 15

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: MB 320-41549/1-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13400.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:53:40 Calib Date: 21-Jun-2014 15:39:52

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4225625        10.1 11925

108.7 > 90.9  6.391  6.391 0.0      1295280  3.26(2.30-3.80)  3985
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Report Date: 24-Jun-2014 15:53:41 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_017.d

Injection Date: 21-Jun-2014 16:51:43 Instrument ID: A6

Lims ID: MB 320-41549/1-A         

Client ID:

Operator ID:  jss ALS Bottle#: 1 Worklist Smp#: 15

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-7224-1

Lab Sample ID: MB 320-41549/1-A

Matrix: 22JUN2014a_017.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/22/2014  13:13

10.00(mL)

150(uL)

Sample wt/vol: 3.00(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

5.0 0.1514797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:55:36 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_017.d

Lims ID: MB 320-41549/1-A         

Client ID:

Sample Type: MB

Inject. Date: 22-Jun-2014 13:13:38 ALS Bottle#: 1 Worklist Smp#: 15

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: MB 320-41549/1-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:35 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 22-Jun-2014 14:42:33

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.405  6.391  0.014      4248436        10.1 28860

108.7 > 90.9  6.391  6.391 0.0      1343163  3.16(2.30-3.80)  4537
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Report Date: 24-Jun-2014 15:55:36 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_017.d

Injection Date: 22-Jun-2014 13:13:38 Instrument ID: A6

Lims ID: MB 320-41549/1-A         

Client ID:

Operator ID:  jss ALS Bottle#: 1 Worklist Smp#: 15

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-7224-1

Lab Sample ID: CCB 320-45352/10

Matrix: 21JUN2014b_012.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method:

06/21/2014  15:51

1.0(mL)

150(uL)

Sample wt/vol:

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45352 ng/mLUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

0.50 0.07814797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:53:39 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_012.d

Lims ID: CCB                      

Client ID:

Sample Type: CCB

Inject. Date: 21-Jun-2014 15:51:52 ALS Bottle#: 4 Worklist Smp#: 10

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ccb

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13400.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:53:10 Calib Date: 21-Jun-2014 15:39:52

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 23-Jun-2014 07:57:50

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4872808        10.0  8402

108.7 > 90.9  6.377  6.391 -0.014      1533114  3.18(2.30-3.80)  1965
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Report Date: 24-Jun-2014 15:53:39 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_012.d

Injection Date: 21-Jun-2014 15:51:52 Instrument ID: A6

Lims ID: CCB                      

Client ID:

Operator ID:  jss ALS Bottle#: 4 Worklist Smp#: 10

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-7224-1

Lab Sample ID: CCB 320-45352/70

Matrix: 21JUN2014b_072.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method:

06/22/2014  03:51

1.0(mL)

150(uL)

Sample wt/vol:

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45352 ng/mLUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

0.50 0.07814797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:54:02 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_072.d

Lims ID: CCB                      

Client ID:

Sample Type: CCB

Inject. Date: 22-Jun-2014 03:51:27 ALS Bottle#: 4 Worklist Smp#: 70

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ccb

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13400.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:54:02 Calib Date: 21-Jun-2014 15:39:52

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4901108        10.0  6418

108.7 > 90.9  6.391  6.391 0.0      1518039  3.23(2.30-3.80)  1479
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Report Date: 24-Jun-2014 15:54:02 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_072.d

Injection Date: 22-Jun-2014 03:51:27 Instrument ID: A6

Lims ID: CCB                      

Client ID:

Operator ID:  jss ALS Bottle#: 4 Worklist Smp#: 70

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-7224-1

Lab Sample ID: CCB 320-45355/10

Matrix: 22JUN2014a_012.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method:

06/22/2014  12:13

1.0(mL)

150(uL)

Sample wt/vol:

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ng/mLUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

0.50 0.07814797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:55:33 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_012.d

Lims ID: CCB                      

Client ID:

Sample Type: CCB

Inject. Date: 22-Jun-2014 12:13:36 ALS Bottle#: 4 Worklist Smp#: 10

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ccb

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:15 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 22-Jun-2014 14:40:46

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4682644        10.0 12315

108.7 > 90.9  6.391  6.391 0.0      1435274  3.26(2.30-3.80)  2160
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Report Date: 24-Jun-2014 15:55:33 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_012.d

Injection Date: 22-Jun-2014 12:13:36 Instrument ID: A6

Lims ID: CCB                      

Client ID:

Operator ID:  jss ALS Bottle#: 4 Worklist Smp#: 10

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-7224-1

Lab Sample ID: CCB 320-45355/70

Matrix: 22JUN2014a_080.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method:

06/23/2014  01:30

1.0(mL)

150(uL)

Sample wt/vol:

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ng/mLUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

0.50 0.07814797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:55:59 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_080.d

Lims ID: CCB                      

Client ID:

Sample Type: CCB

Inject. Date: 23-Jun-2014 01:30:10 ALS Bottle#: 4 Worklist Smp#: 70

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ccb

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:58 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.405  6.391  0.014      4164293        10.0  7767

108.7 > 90.9  6.391  6.391 0.0      1261800  3.30(2.30-3.80)  2403
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Report Date: 24-Jun-2014 15:55:59 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_080.d

Injection Date: 23-Jun-2014 01:30:10 Instrument ID: A6

Lims ID: CCB                      

Client ID:

Operator ID:  jss ALS Bottle#: 4 Worklist Smp#: 70

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-7224-1

Lab Sample ID: CCB 320-45355/109

Matrix: 23JUN2014a_008.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method:

06/23/2014  17:41

1.0(mL)

150(uL)

Sample wt/vol:

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ng/mLUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

0.50 0.07814797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:56:02 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\23JUN2014a_008.d

Lims ID: CCB                      

Client ID:

Sample Type: CCB

Inject. Date: 23-Jun-2014 17:41:24 ALS Bottle#: 4 Worklist Smp#: 109

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ccb

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:56:02 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 24-Jun-2014 05:29:19

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.405  6.391  0.014      3996349        10.0  7058

108.7 > 90.9  6.405  6.391  0.014      1250792  3.20(2.30-3.80)  1683
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Report Date: 24-Jun-2014 15:56:02 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\23JUN2014a_008.d

Injection Date: 23-Jun-2014 17:41:24 Instrument ID: A6

Lims ID: CCB                      

Client ID:

Operator ID:  jss ALS Bottle#: 4 Worklist Smp#: 109

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

3

6

9

12

15

18

Y
 (

 X
1

0
0

0
0

)

F1:m/z 106.7 > 88.9:Moving7PtAverage_x10
  
6

.4
0

5

*   1 18-O Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

8

16

24

32

40

48

56

Y
 (

 X
1

0
0

0
)

F1:m/z 108.7 > 90.9:Moving7PtAverage_x10

  
6

.4
0

5

    2 Perchlorate (ND)

5.4 6.0 6.6 7.2
Min

8

14

20

26

32

38

44

50

Y
 (

 X
1

0
)

F1:m/z 98.7 > 82.8:Moving7PtAverage_x10

    2 Perchlorate (ND)

5.4 6.0 6.6 7.2
Min

6

11

16

21

26

31

36

41

Y
 (

 X
1

0
)

F1:m/z 100.7 > 84.9:Moving7PtAverage_x10

06/25/2014Page 235 of 304



FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-7224-1

Lab Sample ID: ICB 320-45352/2

Matrix: 21JUN2014b_004.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method:

06/21/2014  14:15

1.0(mL)

150(uL)

Sample wt/vol:

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45352 ng/mLUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

0.50 0.07814797-73-0 Perchlorate ND

FORM I 6850

06/25/2014Page 236 of 304



Report Date: 24-Jun-2014 15:53:32 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_004.d

Lims ID: ICB                      

Client ID:

Sample Type: ICB

Inject. Date: 21-Jun-2014 14:15:51 ALS Bottle#: 4 Worklist Smp#: 2

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ICB

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13400.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:53:10 Calib Date: 21-Jun-2014 15:39:52

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      5576549        10.0  7505

108.7 > 90.9  6.391  6.391 0.0      1748264  3.19(2.30-3.80)  5435
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Report Date: 24-Jun-2014 15:53:32 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_004.d

Injection Date: 21-Jun-2014 14:15:51 Instrument ID: A6

Lims ID: ICB                      

Client ID:

Operator ID:  jss ALS Bottle#: 4 Worklist Smp#: 2

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-7224-1

Lab Sample ID: ICB 320-45355/2

Matrix: 22JUN2014a_004.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method:

06/22/2014  10:37

1.0(mL)

150(uL)

Sample wt/vol:

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ng/mLUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

0.50 0.07814797-73-0 Perchlorate ND

FORM I 6850
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Report Date: 24-Jun-2014 15:55:27 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_004.d

Lims ID: ICB                      

Client ID:

Sample Type: ICB

Inject. Date: 22-Jun-2014 10:37:37 ALS Bottle#: 4 Worklist Smp#: 2

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: ICB

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:15 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.405  6.391  0.014      4958381        10.0  5545

108.7 > 90.9  6.377  6.391 -0.014      1518002  3.27(2.30-3.80)  5117
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Report Date: 24-Jun-2014 15:55:27 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_004.d

Injection Date: 22-Jun-2014 10:37:37 Instrument ID: A6

Lims ID: ICB                      

Client ID:

Operator ID:  jss ALS Bottle#: 4 Worklist Smp#: 2

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-7224-1

Lab Sample ID: LCS 320-41549/2-A

Matrix: 21JUN2014b_018.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/21/2014  17:03

10.00(mL)

150(uL)

Sample wt/vol: 3.00(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45352 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

5.0 0.1514797-73-0 Perchlorate 50.3

FORM I 6850
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Report Date: 24-Jun-2014 15:53:41 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_018.d

Lims ID: LCS 320-41549/2-A        

Client ID:

Sample Type: LCS

Inject. Date: 21-Jun-2014 17:03:45 ALS Bottle#: 2 Worklist Smp#: 16

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: LCS 320-41549/2-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13400.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:53:40 Calib Date: 21-Jun-2014 15:39:52

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 22-Jun-2014 14:36:35

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      3726856        10.1 10464

108.7 > 90.9  6.391  6.391 0.0      1152037  3.24(2.30-3.80)  4277

    2 Perchlorate

98.7 > 82.8  6.405  6.405 0.0  1.002      5889290        15.1 14022

100.7 > 84.9  6.405  6.405 0.0  1.002      1855363  3.17(2.30-3.80) 15444
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Report Date: 24-Jun-2014 15:53:41 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_018.d

Injection Date: 21-Jun-2014 17:03:45 Instrument ID: A6

Lims ID: LCS 320-41549/2-A        

Client ID:

Operator ID:  jss ALS Bottle#: 2 Worklist Smp#: 16

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-7224-1

Lab Sample ID: LCS 320-41549/2-A

Matrix: 22JUN2014a_018.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/22/2014  13:25

10.00(mL)

150(uL)

Sample wt/vol: 3.00(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

5.0 0.1514797-73-0 Perchlorate 43.4

FORM I 6850
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Report Date: 24-Jun-2014 15:55:37 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_018.d

Lims ID: LCS 320-41549/2-A        

Client ID:

Sample Type: LCS

Inject. Date: 22-Jun-2014 13:25:35 ALS Bottle#: 2 Worklist Smp#: 16

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: LCS 320-41549/2-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:35 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 22-Jun-2014 14:43:05

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.405  6.391  0.014      4034815        10.1  3729

108.7 > 90.9  6.391  6.391 0.0      1253150  3.22(2.30-3.80)  2164

    2 Perchlorate

98.7 > 82.8  6.419  6.405  0.014  1.002      5714412        13.0  2272

100.7 > 84.9  6.405  6.405 0.0  1.000      1849055  3.09(2.30-3.80)  3405
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Report Date: 24-Jun-2014 15:55:37 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_018.d

Injection Date: 22-Jun-2014 13:25:35 Instrument ID: A6

Lims ID: LCS 320-41549/2-A        

Client ID:

Operator ID:  jss ALS Bottle#: 2 Worklist Smp#: 16

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-7224-1

Lab Sample ID: INF 320-41549/3-A

Matrix: 21JUN2014b_019.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/21/2014  17:15

10.00(mL)

150(uL)

Sample wt/vol: 3.00(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45352 ng/mLUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

1.7 0.2614797-73-0 Perchlorate 47.4

FORM I 6850
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Report Date: 24-Jun-2014 15:53:42 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_019.d

Lims ID: INF 320-41549/3-A        

Client ID:

Sample Type: INF

Inject. Date: 21-Jun-2014 17:15:41 ALS Bottle#: 3 Worklist Smp#: 17

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: INF 320-41549/3-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist:

Method: \\Sacchrom\ChromData\A6\20140622-13400.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:53:40 Calib Date: 21-Jun-2014 15:39:52

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 22-Jun-2014 14:37:04

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.405  6.391  0.014      4223855        10.1  7877

108.7 > 90.9  6.405  6.391  0.014      1303587  3.24(2.30-3.80)  2088

    2 Perchlorate M

98.7 > 82.8  6.419  6.405  0.014  1.002      6294275        14.2  2034 M

100.7 > 84.9  6.405  6.405 0.0  1.000      2024495  3.11(2.30-3.80)  1894 M

QC Flag Legend

Review Flags

M - Manually Integrated
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Report Date: 24-Jun-2014 15:53:42 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_019.d

Injection Date: 21-Jun-2014 17:15:41 Instrument ID: A6

Lims ID: INF 320-41549/3-A        

Client ID:

Operator ID:  jss ALS Bottle#: 3 Worklist Smp#: 17

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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    2 Perchlorate (M)
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Report Date: 24-Jun-2014 15:53:42 Chrom Revision: 2.2  16-May-2014 10:46:48
Manual Integration/User Assign Peak Report

TestAmerica Sacramento

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_019.d

Injection Date: 21-Jun-2014 17:15:41 Instrument ID: A6

Lims ID: INF 320-41549/3-A        

Client ID:

Operator ID:  jss ALS Bottle#: 3 Worklist Smp#: 17

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

Column: Detector F1:MRM

    2 Perchlorate, CAS: 14797-73-0

Processing Integration Results

RT:   6.42

Response: 5844185

Amount:   13.212873
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Manual Integration Results

RT:   6.42

Response: 6294275

Amount:   14.230463
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Reviewer: strumj, 22-Jun-2014 14:37:04

Audit Action: Manually Integrated

Audit Reason: Peak Not Integrated
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Report Date: 24-Jun-2014 15:53:42 Chrom Revision: 2.2  16-May-2014 10:46:48

Manual Integration/User Assign Peak Report

TestAmerica Sacramento

Data File: \\Sacchrom\ChromData\A6\20140622-13400.b\21JUN2014b_019.d

Injection Date: 21-Jun-2014 17:15:41 Instrument ID: A6

Lims ID: INF 320-41549/3-A        

Client ID:

Operator ID:  jss ALS Bottle#: 3 Worklist Smp#: 17

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

Column: Detector F1:MRM

    2 Perchlorate, CAS: 14797-73-0

Processing Integration Results

RT:   6.40

Response: 1279422

Amount:   13.212873
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Manual Integration Results

RT:   6.40

Response: 2024495

Amount:   14.230463
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Reviewer: strumj, 22-Jun-2014 14:37:04

Audit Action: Manually Integrated

Audit Reason: Peak Not Integrated
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-7224-1

Lab Sample ID: INF 320-41549/3-A

Matrix: 22JUN2014a_019.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/22/2014  13:37

10.00(mL)

150(uL)

Sample wt/vol: 3.00(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ng/mLUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

1.7 0.2614797-73-0 Perchlorate 44.4

FORM I 6850
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Report Date: 24-Jun-2014 15:55:37 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_019.d

Lims ID: INF 320-41549/3-A        

Client ID:

Sample Type: INF

Inject. Date: 22-Jun-2014 13:37:31 ALS Bottle#: 3 Worklist Smp#: 17

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: INF 320-41549/3-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist:

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:35 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 22-Jun-2014 14:43:36

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      4442414        10.1  4965

108.7 > 90.9  6.391  6.391 0.0      1371286  3.24(2.30-3.80)  2302

    2 Perchlorate M

98.7 > 82.8  6.405  6.405 0.0  1.002      6440406        13.3  8547

100.7 > 84.9  6.405  6.405 0.0  1.002      2047417  3.15(2.30-3.80)  2154 M

QC Flag Legend

Review Flags

M - Manually Integrated
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Report Date: 24-Jun-2014 15:55:37 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_019.d

Injection Date: 22-Jun-2014 13:37:31 Instrument ID: A6

Lims ID: INF 320-41549/3-A        

Client ID:

Operator ID:  jss ALS Bottle#: 3 Worklist Smp#: 17

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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Report Date: 24-Jun-2014 15:55:37 Chrom Revision: 2.2  16-May-2014 10:46:48
Manual Integration/User Assign Peak Report

TestAmerica Sacramento

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_019.d

Injection Date: 22-Jun-2014 13:37:31 Instrument ID: A6

Lims ID: INF 320-41549/3-A        

Client ID:

Operator ID:  jss ALS Bottle#: 3 Worklist Smp#: 17

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

Column: Detector F1:MRM

    2 Perchlorate, CAS: 14797-73-0

Processing Integration Results

RT:   6.40

Response: 1268978

Amount:   13.678277
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Manual Integration Results

RT:   6.40

Response: 2047417

Amount:   13.327152
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Reviewer: strumj, 22-Jun-2014 14:43:36

Audit Action: Manually Integrated

Audit Reason: Peak Not Integrated
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

SDG No.:

320-7224-1

Lab Sample ID: INF 320-41554/3-A

Matrix: 22JUN2014a_052.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  10:11

06/22/2014  20:03

10.00(mL)

150(uL)

Sample wt/vol: 3.00(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ng/mLUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

1.7 0.2614797-73-0 Perchlorate 47.7

FORM I 6850
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Report Date: 24-Jun-2014 15:55:48 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_052.d

Lims ID: INF 320-41554/3-A        

Client ID:

Sample Type: INF

Inject. Date: 22-Jun-2014 20:03:58 ALS Bottle#: 24 Worklist Smp#: 46

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: INF 320-41554/3-A

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Sublist:

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:46 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

First Level Reviewer: strumj Date: 23-Jun-2014 07:25:45

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate

106.7 > 88.9  6.391  6.391 0.0      3562271        10.1  3571

108.7 > 90.9  6.391  6.391 0.0      1117218  3.19(2.30-3.80)  2106

    2 Perchlorate M

98.7 > 82.8  6.405  6.405 0.0  1.002      5543166        14.3  7739

100.7 > 84.9  6.405  6.405 0.0  1.002      1756144  3.16(2.30-3.80)  1630 M

QC Flag Legend

Review Flags

M - Manually Integrated
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Report Date: 24-Jun-2014 15:55:48 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_052.d

Injection Date: 22-Jun-2014 20:03:58 Instrument ID: A6

Lims ID: INF 320-41554/3-A        

Client ID:

Operator ID:  jss ALS Bottle#: 24 Worklist Smp#: 46

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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*   1 18-O Perchlorate
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    2 Perchlorate
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    2 Perchlorate (M)
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Report Date: 24-Jun-2014 15:55:48 Chrom Revision: 2.2  16-May-2014 10:46:48
Manual Integration/User Assign Peak Report

TestAmerica Sacramento

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_052.d

Injection Date: 22-Jun-2014 20:03:58 Instrument ID: A6

Lims ID: INF 320-41554/3-A        

Client ID:

Operator ID:  jss ALS Bottle#: 24 Worklist Smp#: 46

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

Column: Detector F1:MRM

    2 Perchlorate, CAS: 14797-73-0

Processing Integration Results

RT:   6.40

Response: 1091576

Amount:   14.304546
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Manual Integration Results

RT:   6.40

Response: 1756144

Amount:   14.304546

3.3 3.7 4.1 4.5 4.9 5.3 5.7 6.1 6.5 6.9 7.3 7.7
Min

-1

5

11

17

23

29

35

41

47

53

59

65

71

77

Y
 (

 X
1

0
0

0
)

F1:m/z 100.7 > 84.9:Moving7PtAverage_x10

  
6

.4
0

5

Reviewer: strumj, 23-Jun-2014 07:25:45

Audit Action: Manually Integrated

Audit Reason: Peak Not Integrated
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

MAK1090 MS

SDG No.:

320-7224-1

Lab Sample ID: 320-7224-1 MS

Matrix: 22JUN2014a_021.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

01/31/2014  10:45

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/22/2014  14:01

10.00(mL)

150(uL)

Sample wt/vol: 1.50(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

10 0.3014797-73-0 Perchlorate 91.0

FORM I 6850
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Report Date: 24-Jun-2014 15:55:38 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_021.d

Lims ID: 320-7224-A-1-B MS        

Client ID: MAK1090

Sample Type: MS

Inject. Date: 22-Jun-2014 14:01:34 ALS Bottle#: 5 Worklist Smp#: 19

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: 320-7224-A-1-B MS

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:35 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate s

106.7 > 88.9  6.447  6.391  0.056      1701487        10.1  4563

108.7 > 90.9  6.447  6.391  0.056       525794  3.24(2.30-3.80)   843

    2 Perchlorate

98.7 > 82.8  6.447  6.405  0.042  1.000      2526376        13.6  3159

100.7 > 84.9  6.447  6.405  0.042  1.000       813656  3.10(2.30-3.80)  1416

QC Flag Legend

Processing Flags

s - Failed ISTD Recovery Test

06/25/2014Page 262 of 304



Report Date: 24-Jun-2014 15:55:38 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_021.d

Injection Date: 22-Jun-2014 14:01:34 Instrument ID: A6

Lims ID: 320-7224-A-1-B MS        

Client ID: MAK1090

Operator ID:  jss ALS Bottle#: 5 Worklist Smp#: 19

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate
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    2 Perchlorate
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FORM I

LCMS ORGANICS ANALYSIS DATA SHEET

Client Sample ID:

Lab Name: Job No.:

MAK1090 MSD

SDG No.:

320-7224-1

Lab Sample ID: 320-7224-1 MSD

Matrix: 22JUN2014a_022.dLab File ID:

Date Collected:6850Analysis Method:

Solid

TestAmerica Sacramento

01/31/2014  10:45

Con. Extract Vol.:

Injection Volume:

GPC Cleanup:(Y/N)

Date Extracted:

Date Analyzed:

Dilution Factor: 1

Extraction Method: SHAKE 05/01/2014  09:26

06/22/2014  14:13

10.00(mL)

150(uL)

Sample wt/vol: 1.52(g)

% Moisture:

GC Column: ID: 3.2(mm)Xterra C18

N

Analysis Batch No.: 45355 ug/KgUnits:

CAS NO. COMPOUND NAME RESULT Q MDLRL

9.9 0.3014797-73-0 Perchlorate 95.0

FORM I 6850
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Report Date: 24-Jun-2014 15:55:38 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento

Target Compound Quantitation Report

Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_022.d

Lims ID: 320-7224-A-1-C MSD       

Client ID: MAK1090

Sample Type: MSD

Inject. Date: 22-Jun-2014 14:13:36 ALS Bottle#: 6 Worklist Smp#: 20

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Sample Info: 320-7224-A-1-C MSD

Misc. Info.: 06202014_6850  IC PAKAnion HR, 75x4.6mm, T=55*C

Operator ID:  jss Instrument ID: A6

Method: \\Sacchrom\ChromData\A6\20140622-13401.b\6850_A6.m

Limit Group: LC 6850 ICAL

Last Update: 24-Jun-2014 15:55:35 Calib Date: 22-Jun-2014 12:01:35

Integrator: Picker

Quant Method: Internal Standard Quant By: Initial Calibration

Last ICal File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_011.d

Column 1 : Det: F1:MRM

Process Host: XAWRK007

Signal RT
EXP
RT

DLT
RT

REL
RT Response

Amount
ng/ml Ratio(Limits) S/N Flags

*   1 18-O Perchlorate s

106.7 > 88.9  6.433  6.391  0.042      1569775        10.1  2610

108.7 > 90.9  6.433  6.391  0.042       494058  3.18(2.30-3.80)  1008

    2 Perchlorate

98.7 > 82.8  6.433  6.405  0.028  1.000      2466041        14.4  2337

100.7 > 84.9  6.433  6.405  0.028  1.000       791131  3.12(2.30-3.80)  1875

QC Flag Legend

Processing Flags

s - Failed ISTD Recovery Test
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Report Date: 24-Jun-2014 15:55:38 Chrom Revision: 2.2  16-May-2014 10:46:48

TestAmerica Sacramento
Data File: \\Sacchrom\ChromData\A6\20140622-13401.b\22JUN2014a_022.d

Injection Date: 22-Jun-2014 14:13:36 Instrument ID: A6

Lims ID: 320-7224-A-1-C MSD       

Client ID: MAK1090

Operator ID:  jss ALS Bottle#: 6 Worklist Smp#: 20

Injection Vol: 150.0 ul Dil. Factor: 1.0000     

Method: 6850_A6 Limit Group: LC 6850 ICAL

*   1 18-O Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

11

22

33

44

55

66

77

Y
 (

 X
1

0
0

0
)

F1:m/z 106.7 > 88.9:Moving7PtAverage_x10
  
6

.4
3

3

*   1 18-O Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

4

8

12

16

20

24

Y
 (

 X
1

0
0

0
)

F1:m/z 108.7 > 90.9:Moving7PtAverage_x10

  
6

.4
3

3

    2 Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

2

4

6

8

10

12

Y
 (

 X
1

0
0

0
0

)

F1:m/z 98.7 > 82.8:Moving7PtAverage_x10

  
6

.4
3

3

    2 Perchlorate

3.1 4.3 5.5 6.7 7.9
Min

0

6

12

18

24

30

36

42

Y
 (

 X
1

0
0

0
)

F1:m/z 100.7 > 84.9:Moving7PtAverage_x10

  
6

.4
3

3
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

LCMS ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

TestAmerica Sacramento 320-7224-1

A6

45352

Start Date:

End Date: 06/22/2014  08:15

06/21/2014  14:03

ZZZZZ Xterra C18 3.2(mm)106/21/2014  14:03

ICB 320-45352/2 Xterra C18 3.2(mm)106/21/2014  14:15 21JUN2014b_004.
d

STD01 320-45352/3 IC Xterra C18 3.2(mm)106/21/2014  14:27 21JUN2014b_005.
d

STD02 320-45352/4 IC Xterra C18 3.2(mm)106/21/2014  14:39 21JUN2014b_006.
d

STD03 320-45352/5 IC Xterra C18 3.2(mm)106/21/2014  14:51 21JUN2014b_007.
d

STD04 320-45352/6 IC Xterra C18 3.2(mm)106/21/2014  15:03 21JUN2014b_008.
d

ICISAV 320-45352/7 Xterra C18 3.2(mm)106/21/2014  15:15 21JUN2014b_009.
d

STD07 320-45352/8 IC Xterra C18 3.2(mm)106/21/2014  15:27 21JUN2014b_010.
d

STD08 320-45352/9 IC Xterra C18 3.2(mm)106/21/2014  15:39 21JUN2014b_011.
d

CCB 320-45352/10 Xterra C18 3.2(mm)106/21/2014  15:51 21JUN2014b_012.
d

ICV 320-45352/11 Xterra C18 3.2(mm)106/21/2014  16:03 21JUN2014b_013.
d

CCV 320-45352/12 Xterra C18 3.2(mm)106/21/2014  16:15 21JUN2014b_014.
d

CCVL 320-45352/13 Xterra C18 3.2(mm)106/21/2014  16:27 21JUN2014b_015.
d

ZZZZZ Xterra C18 3.2(mm)106/21/2014  16:39

MB 320-41549/1-A Xterra C18 3.2(mm)106/21/2014  16:51 21JUN2014b_017.
d

LCS 320-41549/2-A Xterra C18 3.2(mm)106/21/2014  17:03 21JUN2014b_018.
d

INF 320-41549/3-A Xterra C18 3.2(mm)106/21/2014  17:15 21JUN2014b_019.
d

320-7224-1 MAK1090 Xterra C18 3.2(mm)1006/21/2014  17:27 21JUN2014b_020.
d

320-7224-1 MS MAK1090 MS Xterra C18 3.2(mm)1006/21/2014  17:39 21JUN2014b_021.
d

320-7224-1 MSD MAK1090 MSD Xterra C18 3.2(mm)1006/21/2014  17:51 21JUN2014b_022.
d

320-7224-2 MAK110O Xterra C18 3.2(mm)1006/21/2014  18:03 21JUN2014b_023.
d

320-7224-3 MAK111O Xterra C18 3.2(mm)1006/21/2014  18:15 21JUN2014b_024.
d

320-7224-4 MAK112O Xterra C18 3.2(mm)1006/21/2014  18:27 21JUN2014b_025.
d

320-7224-5 MAK113O Xterra C18 3.2(mm)1006/21/2014  18:39 21JUN2014b_026.
d

ZZZZZ Xterra C18 3.2(mm)106/21/2014  18:51

ZZZZZ Xterra C18 3.2(mm)106/21/2014  19:03

CCV 320-45352/27 Xterra C18 3.2(mm)106/21/2014  19:15 21JUN2014b_029.
d

ZZZZZ Xterra C18 3.2(mm)106/21/2014  19:27

320-7224-6 MAK114O Xterra C18 3.2(mm)1006/21/2014  19:39 21JUN2014b_031.
d

320-7224-7 MAK115O Xterra C18 3.2(mm)1006/21/2014  19:51 21JUN2014b_032.
d

320-7224-8 MAK116O Xterra C18 3.2(mm)1006/21/2014  20:03 21JUN2014b_033.
d

320-7224-9 MAK117O Xterra C18 3.2(mm)1006/21/2014  20:15 21JUN2014b_034.
d

ZZZZZ Xterra C18 3.2(mm)1006/21/2014  20:27

6850
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

LCMS ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

TestAmerica Sacramento 320-7224-1

A6

45352

Start Date:

End Date: 06/22/2014  08:15

06/21/2014  14:03

ZZZZZ Xterra C18 3.2(mm)1006/21/2014  20:39

320-7224-12 MAK120O Xterra C18 3.2(mm)1006/21/2014  20:51 21JUN2014b_037.
d

320-7224-13 MAK121O Xterra C18 3.2(mm)1006/21/2014  21:03 21JUN2014b_038.
d

320-7224-14 MAK122O Xterra C18 3.2(mm)1006/21/2014  21:15 21JUN2014b_039.
d

320-7224-15 MAK123O Xterra C18 3.2(mm)1006/21/2014  21:27 21JUN2014b_040.
d

ZZZZZ Xterra C18 3.2(mm)106/21/2014  21:39

ZZZZZ Xterra C18 3.2(mm)106/21/2014  21:51

CCV 320-45352/41 Xterra C18 3.2(mm)106/21/2014  22:03 21JUN2014b_043.
d

ZZZZZ Xterra C18 3.2(mm)106/21/2014  22:15

320-7224-16 MAK124O Xterra C18 3.2(mm)1006/21/2014  22:27 21JUN2014b_045.
d

ZZZZZ Xterra C18 3.2(mm)106/21/2014  22:39

ZZZZZ Xterra C18 3.2(mm)106/21/2014  22:51

INF 320-41554/3-A Xterra C18 3.2(mm)106/21/2014  23:03

ZZZZZ Xterra C18 3.2(mm)1006/21/2014  23:15

ZZZZZ Xterra C18 3.2(mm)1006/21/2014  23:27

ZZZZZ Xterra C18 3.2(mm)1006/21/2014  23:39

ZZZZZ Xterra C18 3.2(mm)1006/21/2014  23:51

ZZZZZ Xterra C18 3.2(mm)1006/22/2014  00:03

ZZZZZ Xterra C18 3.2(mm)1006/22/2014  00:15

ZZZZZ Xterra C18 3.2(mm)106/22/2014  00:27

ZZZZZ Xterra C18 3.2(mm)106/22/2014  00:39

CCV 320-45352/55 Xterra C18 3.2(mm)106/22/2014  00:51 21JUN2014b_057.
d

ZZZZZ Xterra C18 3.2(mm)106/22/2014  01:03

ZZZZZ Xterra C18 3.2(mm)1006/22/2014  01:15

ZZZZZ Xterra C18 3.2(mm)1006/22/2014  01:27

ZZZZZ Xterra C18 3.2(mm)1006/22/2014  01:39

ZZZZZ Xterra C18 3.2(mm)1006/22/2014  01:51

ZZZZZ Xterra C18 3.2(mm)1006/22/2014  02:03

ZZZZZ Xterra C18 3.2(mm)1006/22/2014  02:15

ZZZZZ Xterra C18 3.2(mm)1006/22/2014  02:27

ZZZZZ Xterra C18 3.2(mm)1006/22/2014  02:39

ZZZZZ Xterra C18 3.2(mm)1006/22/2014  02:51

ZZZZZ Xterra C18 3.2(mm)106/22/2014  03:03

ZZZZZ Xterra C18 3.2(mm)106/22/2014  03:15

CCV 320-45352/68 Xterra C18 3.2(mm)106/22/2014  03:27

CCVL 320-45352/69 Xterra C18 3.2(mm)106/22/2014  03:39 21JUN2014b_071.
d

CCB 320-45352/70 Xterra C18 3.2(mm)106/22/2014  03:51 21JUN2014b_072.
d

ZZZZZ Xterra C18 3.2(mm)106/22/2014  04:03

ZZZZZ Xterra C18 3.2(mm)106/22/2014  04:15

INF 320-45203/3-A Xterra C18 3.2(mm)106/22/2014  04:27

ZZZZZ Xterra C18 3.2(mm)506/22/2014  04:39

6850
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

LCMS ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

TestAmerica Sacramento 320-7224-1

A6

45352

Start Date:

End Date: 06/22/2014  08:15

06/21/2014  14:03

ZZZZZ Xterra C18 3.2(mm)506/22/2014  04:51

ZZZZZ Xterra C18 3.2(mm)506/22/2014  05:03

ZZZZZ Xterra C18 3.2(mm)106/22/2014  05:15

ZZZZZ Xterra C18 3.2(mm)106/22/2014  05:27

CCV 320-45352/79 Xterra C18 3.2(mm)106/22/2014  05:39

ZZZZZ Xterra C18 3.2(mm)106/22/2014  05:51

ZZZZZ Xterra C18 3.2(mm)106/22/2014  06:03

ZZZZZ Xterra C18 3.2(mm)106/22/2014  06:15

INF 320-44884/3-A Xterra C18 3.2(mm)106/22/2014  06:27

ZZZZZ Xterra C18 3.2(mm)106/22/2014  06:39

ZZZZZ Xterra C18 3.2(mm)106/22/2014  06:51

ZZZZZ Xterra C18 3.2(mm)106/22/2014  07:03

ZZZZZ Xterra C18 3.2(mm)106/22/2014  07:15

ZZZZZ Xterra C18 3.2(mm)106/22/2014  07:27

ZZZZZ Xterra C18 3.2(mm)106/22/2014  07:39

CCV 320-45352/90 Xterra C18 3.2(mm)106/22/2014  07:51

CCVL 320-45352/91 Xterra C18 3.2(mm)106/22/2014  08:03

CCB 320-45352/92 Xterra C18 3.2(mm)106/22/2014  08:15

6850
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

LCMS ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

TestAmerica Sacramento 320-7224-1

A6

45355

Start Date:

End Date: 06/23/2014  17:41

06/22/2014  10:37

ICB 320-45355/2 Xterra C18 3.2(mm)106/22/2014  10:37 22JUN2014a_004.
d

STD01 320-45355/3 IC Xterra C18 3.2(mm)106/22/2014  10:49 22JUN2014a_005.
d

STD02 320-45355/4 IC Xterra C18 3.2(mm)106/22/2014  11:01 22JUN2014a_006.
d

STD03 320-45355/5 IC Xterra C18 3.2(mm)106/22/2014  11:13 22JUN2014a_007.
d

STD04 320-45355/6 IC Xterra C18 3.2(mm)106/22/2014  11:25 22JUN2014a_008.
d

ICISAV 320-45355/7 Xterra C18 3.2(mm)106/22/2014  11:37 22JUN2014a_009.
d

STD07 320-45355/8 IC Xterra C18 3.2(mm)106/22/2014  11:49 22JUN2014a_010.
d

STD08 320-45355/9 IC Xterra C18 3.2(mm)106/22/2014  12:01 22JUN2014a_011.
d

CCB 320-45355/10 Xterra C18 3.2(mm)106/22/2014  12:13 22JUN2014a_012.
d

ICV 320-45355/11 Xterra C18 3.2(mm)106/22/2014  12:25 22JUN2014a_013.
d

CCV 320-45355/12 Xterra C18 3.2(mm)106/22/2014  12:37 22JUN2014a_014.
d

CCVL 320-45355/13 Xterra C18 3.2(mm)106/22/2014  12:49 22JUN2014a_015.
d

ZZZZZ Xterra C18 3.2(mm)106/22/2014  13:01

MB 320-41549/1-A Xterra C18 3.2(mm)106/22/2014  13:13 22JUN2014a_017.
d

LCS 320-41549/2-A Xterra C18 3.2(mm)106/22/2014  13:25 22JUN2014a_018.
d

INF 320-41549/3-A Xterra C18 3.2(mm)106/22/2014  13:37 22JUN2014a_019.
d

320-7224-1 MAK1090 Xterra C18 3.2(mm)106/22/2014  13:49 22JUN2014a_020.
d

320-7224-1 MS MAK1090 MS Xterra C18 3.2(mm)106/22/2014  14:01 22JUN2014a_021.
d

320-7224-1 MSD MAK1090 MSD Xterra C18 3.2(mm)106/22/2014  14:13 22JUN2014a_022.
d

320-7224-2 MAK110O Xterra C18 3.2(mm)106/22/2014  14:25 22JUN2014a_023.
d

320-7224-3 MAK111O Xterra C18 3.2(mm)106/22/2014  14:37 22JUN2014a_024.
d

320-7224-4 MAK112O Xterra C18 3.2(mm)106/22/2014  14:49 22JUN2014a_025.
d

320-7224-5 MAK113O Xterra C18 3.2(mm)106/22/2014  15:01 22JUN2014a_026.
d

ZZZZZ Xterra C18 3.2(mm)106/22/2014  15:13

ZZZZZ Xterra C18 3.2(mm)106/22/2014  15:25

ZZZZZ Xterra C18 3.2(mm)106/22/2014  15:36

ZZZZZ Xterra C18 3.2(mm)106/22/2014  15:46

CCV 320-45355/27 Xterra C18 3.2(mm)106/22/2014  15:56 22JUN2014a_031.
d

ZZZZZ Xterra C18 3.2(mm)106/22/2014  16:08

320-7224-6 MAK114O Xterra C18 3.2(mm)106/22/2014  16:20 22JUN2014a_033.
d

320-7224-7 MAK115O Xterra C18 3.2(mm)106/22/2014  16:32 22JUN2014a_034.
d

320-7224-8 MAK116O Xterra C18 3.2(mm)106/22/2014  16:44 22JUN2014a_035.
d

320-7224-9 MAK117O Xterra C18 3.2(mm)106/22/2014  16:56 22JUN2014a_036.
d

6850
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

LCMS ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

TestAmerica Sacramento 320-7224-1

A6

45355

Start Date:

End Date: 06/23/2014  17:41

06/22/2014  10:37

320-7224-10 MAK118O Xterra C18 3.2(mm)106/22/2014  17:08 22JUN2014a_037.
d

320-7224-11 MAK119O Xterra C18 3.2(mm)106/22/2014  17:20 22JUN2014a_038.
d

320-7224-12 MAK120O Xterra C18 3.2(mm)106/22/2014  17:32 22JUN2014a_039.
d

320-7224-13 MAK121O Xterra C18 3.2(mm)106/22/2014  17:44 22JUN2014a_040.
d

320-7224-14 MAK122O Xterra C18 3.2(mm)106/22/2014  17:56 22JUN2014a_041.
d

320-7224-15 MAK123O Xterra C18 3.2(mm)106/22/2014  18:08 22JUN2014a_042.
d

ZZZZZ Xterra C18 3.2(mm)106/22/2014  18:20

ZZZZZ Xterra C18 3.2(mm)106/22/2014  18:32

ZZZZZ Xterra C18 3.2(mm)106/22/2014  18:43

ZZZZZ Xterra C18 3.2(mm)106/22/2014  18:53

CCV 320-45355/41 Xterra C18 3.2(mm)106/22/2014  19:03 22JUN2014a_047.
d

ZZZZZ Xterra C18 3.2(mm)106/22/2014  19:15

320-7224-16 MAK124O Xterra C18 3.2(mm)106/22/2014  19:27 22JUN2014a_049.
d

ZZZZZ Xterra C18 3.2(mm)106/22/2014  19:39

ZZZZZ Xterra C18 3.2(mm)106/22/2014  19:51

INF 320-41554/3-A Xterra C18 3.2(mm)106/22/2014  20:03 22JUN2014a_052.
d

ZZZZZ Xterra C18 3.2(mm)106/22/2014  20:15

ZZZZZ Xterra C18 3.2(mm)106/22/2014  20:27

ZZZZZ Xterra C18 3.2(mm)106/22/2014  20:39

ZZZZZ Xterra C18 3.2(mm)106/22/2014  20:51

ZZZZZ Xterra C18 3.2(mm)106/22/2014  21:03

ZZZZZ Xterra C18 3.2(mm)106/22/2014  21:15

ZZZZZ Xterra C18 3.2(mm)106/22/2014  21:27

ZZZZZ Xterra C18 3.2(mm)106/22/2014  21:39

ZZZZZ Xterra C18 3.2(mm)106/22/2014  21:50

ZZZZZ Xterra C18 3.2(mm)106/22/2014  22:00

CCV 320-45355/55 Xterra C18 3.2(mm)106/22/2014  22:10 22JUN2014a_063.
d

ZZZZZ Xterra C18 3.2(mm)106/22/2014  22:22

ZZZZZ Xterra C18 3.2(mm)106/22/2014  22:34

ZZZZZ Xterra C18 3.2(mm)106/22/2014  22:46

ZZZZZ Xterra C18 3.2(mm)106/22/2014  22:59

ZZZZZ Xterra C18 3.2(mm)106/22/2014  23:10

ZZZZZ Xterra C18 3.2(mm)106/22/2014  23:22

ZZZZZ Xterra C18 3.2(mm)106/22/2014  23:34

ZZZZZ Xterra C18 3.2(mm)106/22/2014  23:46

ZZZZZ Xterra C18 3.2(mm)106/22/2014  23:58

ZZZZZ Xterra C18 3.2(mm)106/23/2014  00:10

ZZZZZ Xterra C18 3.2(mm)106/23/2014  00:22

ZZZZZ Xterra C18 3.2(mm)106/23/2014  00:34

ZZZZZ Xterra C18 3.2(mm)106/23/2014  00:45

ZZZZZ Xterra C18 3.2(mm)106/23/2014  00:55
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

LCMS ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

TestAmerica Sacramento 320-7224-1

A6

45355

Start Date:

End Date: 06/23/2014  17:41

06/22/2014  10:37

CCV 320-45355/68 Xterra C18 3.2(mm)106/23/2014  01:06

CCVL 320-45355/69 Xterra C18 3.2(mm)106/23/2014  01:18 22JUN2014a_079.
d

CCB 320-45355/70 Xterra C18 3.2(mm)106/23/2014  01:30 22JUN2014a_080.
d

CCV 320-45355/101 Xterra C18 3.2(mm)106/23/2014  16:17 23JUN2014a_001.
d

ZZZZZ Xterra C18 3.2(mm)106/23/2014  16:29

320-7224-10 MAK118O Xterra C18 3.2(mm)1006/23/2014  16:41 23JUN2014a_003.
d

320-7224-11 MAK119O Xterra C18 3.2(mm)1006/23/2014  16:53 23JUN2014a_004.
d

ZZZZZ Xterra C18 3.2(mm)106/23/2014  17:05

CCV 320-45355/107 Xterra C18 3.2(mm)106/23/2014  17:17 23JUN2014a_006.
d

CCVL 320-45355/108 Xterra C18 3.2(mm)106/23/2014  17:29 23JUN2014a_007.
d

CCB 320-45355/109 Xterra C18 3.2(mm)106/23/2014  17:41 23JUN2014a_008.
d
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

LCMS ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

TestAmerica Sacramento 320-7224-1

A6

45220

Start Date:

End Date: 06/20/2014  15:08

06/19/2014  19:07

ICB 320-45220/2 Xterra C18 3.2(mm)106/19/2014  19:07

STD01 320-45220/3 IC Xterra C18 3.2(mm)106/19/2014  19:19 19JUN2014b_005.
d

STD02 320-45220/4 IC Xterra C18 3.2(mm)106/19/2014  19:31 19JUN2014b_006.
d

STD03 320-45220/5 IC Xterra C18 3.2(mm)106/19/2014  19:43 19JUN2014b_007.
d

STD04 320-45220/6 IC Xterra C18 3.2(mm)106/19/2014  19:55 19JUN2014b_008.
d

ICISAV 320-45220/7 Xterra C18 3.2(mm)106/19/2014  20:07 19JUN2014b_009.
d

STD07 320-45220/8 IC Xterra C18 3.2(mm)106/19/2014  20:19 19JUN2014b_010.
d

STD08 320-45220/9 IC Xterra C18 3.2(mm)106/19/2014  20:31 19JUN2014b_011.
d

CCB 320-45220/10 Xterra C18 3.2(mm)106/19/2014  20:43

ICV 320-45220/11 Xterra C18 3.2(mm)106/19/2014  20:55

CCV 320-45220/12 Xterra C18 3.2(mm)106/19/2014  21:07

CCVL 320-45220/13 Xterra C18 3.2(mm)106/19/2014  21:19

ZZZZZ Xterra C18 3.2(mm)106/19/2014  21:43

ZZZZZ Xterra C18 3.2(mm)106/19/2014  21:55

ZZZZZ Xterra C18 3.2(mm)106/19/2014  22:07

ZZZZZ Xterra C18 3.2(mm)106/19/2014  22:19

ZZZZZ Xterra C18 3.2(mm)106/19/2014  22:31

ZZZZZ Xterra C18 3.2(mm)106/19/2014  22:43

ZZZZZ Xterra C18 3.2(mm)106/19/2014  22:55

ZZZZZ Xterra C18 3.2(mm)106/19/2014  23:07

ZZZZZ Xterra C18 3.2(mm)106/19/2014  23:19

ZZZZZ Xterra C18 3.2(mm)106/19/2014  23:31

ZZZZZ Xterra C18 3.2(mm)106/19/2014  23:43

CCV 320-45220/26 Xterra C18 3.2(mm)106/19/2014  23:55

ZZZZZ Xterra C18 3.2(mm)106/20/2014  00:07

ZZZZZ Xterra C18 3.2(mm)106/20/2014  02:07

CCV 320-45220/38 Xterra C18 3.2(mm)106/20/2014  02:19

CCVL 320-45220/39 Xterra C18 3.2(mm)106/20/2014  02:31

CCB 320-45220/41 Xterra C18 3.2(mm)106/20/2014  02:55

CCV 320-45220/67 Xterra C18 3.2(mm)106/20/2014  08:07

ZZZZZ Xterra C18 3.2(mm)106/20/2014  12:08

CCV 320-45220/87 Xterra C18 3.2(mm)106/20/2014  12:20

ZZZZZ Xterra C18 3.2(mm)106/20/2014  12:32

ZZZZZ Xterra C18 3.2(mm)106/20/2014  12:44

ZZZZZ Xterra C18 3.2(mm)106/20/2014  12:56

INF 320-43786/3-A Xterra C18 3.2(mm)106/20/2014  13:08

ZZZZZ Xterra C18 3.2(mm)106/20/2014  13:20

ZZZZZ Xterra C18 3.2(mm)106/20/2014  13:32

ZZZZZ Xterra C18 3.2(mm)106/20/2014  13:44

ZZZZZ Xterra C18 3.2(mm)106/20/2014  13:56

ZZZZZ Xterra C18 3.2(mm)106/20/2014  14:08

ZZZZZ Xterra C18 3.2(mm)106/20/2014  14:20
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Lab Name: Job No.:

SDG No.:

Instrument ID:

Analysis Batch Number:

LCMS ANALYSIS RUN LOG

DILUTION

FACTOR

COLUMN IDDATE ANALYZEDLAB SAMPLE ID CLIENT SAMPLE ID LAB FILE ID

TestAmerica Sacramento 320-7224-1

A6

45220

Start Date:

End Date: 06/20/2014  15:08

06/19/2014  19:07

CCV 320-45220/98 Xterra C18 3.2(mm)106/20/2014  14:32

CCVL 320-45220/99 Xterra C18 3.2(mm)106/20/2014  14:44

CCB 320-45220/101 Xterra C18 3.2(mm)106/20/2014  15:08
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Lab Name: Job No.:

SDG No.:

LCMS BATCH WORKSHEET

320-7224-1

Batch Number: Batch Analyst:Batch Start Date:

Batch End Date:

Arauz, Horacio

05/02/14  15:30

05/01/14  09:2641549

Batch Method:

TestAmerica Sacramento

SHAKE

Lab Sample ID Client Sample ID Method Chain Basis InitialAmount FinalAmount LC6850IS 00024 LC6850SP 00016

3.00 g 10.00 mL 100 uLMB 320-41549/1 SHAKE, 6850

3.00 g 10.00 mL 100 uL 150 uLLCS 320-41549/2 SHAKE, 6850

3.00 g 10.00 mL 100 uL 150 uLINF 320-41549/3 SHAKE, 6850

MAK1090 1.53 g 10.00 mL 100 uL320-7224-A-1 SHAKE, 6850 T

MAK1090 1.50 g 10.00 mL 100 uL 150 uL320-7224-A-1 MS SHAKE, 6850 T

MAK1090 1.52 g 10.00 mL 100 uL 150 uL320-7224-A-1 
MSD

SHAKE, 6850 T

MAK110O 1.49 g 10.00 mL 100 uL320-7224-A-2 SHAKE, 6850 T

MAK111O 1.53 g 10.00 mL 100 uL320-7224-A-3 SHAKE, 6850 T

MAK112O 1.56 g 10.00 mL 100 uL320-7224-A-4 SHAKE, 6850 T

MAK113O 1.54 g 10.00 mL 100 uL320-7224-A-5 SHAKE, 6850 T

MAK114O 1.53 g 10.00 mL 100 uL320-7224-A-6 SHAKE, 6850 T

MAK115O 1.55 g 10.00 mL 100 uL320-7224-A-7 SHAKE, 6850 T

MAK116O 1.52 g 10.00 mL 100 uL320-7224-A-8 SHAKE, 6850 T

MAK117O 1.55 g 10.00 mL 100 uL320-7224-A-9 SHAKE, 6850 T

MAK118O 1.56 g 10.00 mL 100 uL320-7224-A-10 SHAKE, 6850 T

MAK119O 1.55 g 10.00 mL 100 uL320-7224-A-11 SHAKE, 6850 T

MAK120O 1.50 g 10.00 mL 100 uL320-7224-A-12 SHAKE, 6850 T

MAK121O 1.58 g 10.00 mL 100 uL320-7224-A-13 SHAKE, 6850 T

MAK122O 1.53 g 10.00 mL 100 uL320-7224-A-14 SHAKE, 6850 T

MAK123O 1.55 g 10.00 mL 100 uL320-7224-A-15 SHAKE, 6850 T

MAK124O 1.53 g 10.00 mL 100 uL320-7224-A-16 SHAKE, 6850 T

The pound sign (#) in the amount added field denotes that the reagent was used undiluted. All calculations are performed using the stated concentration for 
this reagent.
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Lab Name: Job No.:

SDG No.:

LCMS BATCH WORKSHEET

320-7224-1

Batch Number: Batch Analyst:Batch Start Date:

Batch End Date:

Arauz, Horacio

05/02/14  15:30

05/01/14  09:2641549

Batch Method:

TestAmerica Sacramento

SHAKE

Batch Notes

Batch Comment Pipetters EC15219;  EC15131;  INF 4515-055D;  
DCM- 0000067660

Filter Lot # .45um Millipore R4AA24407; .20um Millex R3BA65503

Millipore Water Dispense Date 4-29-14

Person's name who witnessed reagent drop NGK

Blank Sand Lot # FISHER 135365

SPE Cartridge Lot # Dionex 140211

SPE Cartridge Type Ba/Ag/H

Basis Basis Description

T Total/NA

The pound sign (#) in the amount added field denotes that the reagent was used undiluted. All calculations are performed using the stated concentration for 
this reagent.
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Lab Name: Job No.:

SDG No.:

LCMS BATCH WORKSHEET

320-7224-1

Batch Number: Batch Analyst:Batch Start Date:

Batch End Date:

Arauz, Horacio

05/05/14  09:58

05/01/14  10:1141554

Batch Method:

TestAmerica Sacramento

SHAKE

Lab Sample ID Client Sample ID Method Chain Basis InitialAmount FinalAmount LC6850IS 00024 LC6850SP 00016

3.00 g 10.00 mL 100 uL 150 uLINF 320-41554/3 SHAKE, 6850

Batch Notes

Batch Comment Pipetters EC15219;  EC15131;  INF 4515-055D

Filter Lot # .45um Millipore R4AA24407;  .20um Millex 
R3NA98716

Millipore Water Dispense Date 4-29-14

Person's name who witnessed reagent drop NGK

Blank Sand Lot # FISHER 135365

SPE Cartridge Lot # Dionex 140212

SPE Cartridge Type Ba/Ag/H

Basis Basis Description

The pound sign (#) in the amount added field denotes that the reagent was used undiluted. All calculations are performed using the stated concentration for 
this reagent.
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Shipping and

Receiving

Documents
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Login Sample Receipt Checklist

Client: ARDL, Inc Job Number: 320-7224-1

Login Number: 7224

Question Answer Comment

Creator: Nelson, Kym D

List Source: TestAmerica Sacramento

List Number: 1

TrueRadioactivity wasn't checked or is </= background as measured by a survey 

meter.

TrueThe cooler's custody seal, if present, is intact.

N/ASample custody seals, if present, are intact.

TrueThe cooler or samples do not appear to have been compromised or 

tampered with.

TrueSamples were received on ice.

TrueCooler Temperature is acceptable.

TrueCooler Temperature is recorded.

TrueCOC is present.

TrueCOC is filled out in ink and legible.

TrueCOC is filled out with all pertinent information.

N/AIs the Field Sampler's name present on COC?

TrueThere are no discrepancies between the containers received and the COC.

TrueSamples are received within Holding Time.

TrueSample containers have legible labels.

TrueContainers are not broken or leaking.

TrueSample collection date/times are provided.

TrueAppropriate sample containers are used.

TrueSample bottles are completely filled.

N/ASample Preservation Verified.

TrueThere is sufficient vol. for all requested analyses, incl. any requested 

MS/MSDs

TrueContainers requiring zero headspace have no headspace or bubble is 

<6mm (1/4").

TrueMultiphasic samples are not present.

TrueSamples do not require splitting or compositing.

N/AResidual Chlorine Checked.
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